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SUMMARY 


A corrqparison of thin-film resistance heat -transfer gages# developed for use in 
supersonic-hypersonic impulse facilities having run times less than 0.01 sec# with 
thin-skin transient calorimeter gages has been performed in the Langley Continuous- 
Flow Hypersonic Tunnel (CFHT) and xn the Langley Hypersonic CF^ Tunnel (CF^ Tunnel). 
Thin-film gages deposited at the stagnation region of small (8. 1-mm-diameter) hemi- 
spheres of quartz or of a machinable glass-ceramic provided a test of durability and 
performance in the high-tenperature environment of these two wind tunnels. The 
performance of these gages at much lower temperatures and heat-transfer rates was 
examined by installing the gages flush with the surface of a sharp-leading-edge flat 
plate. Also tested were 8. 1-mm-diameter hemispheres utilizing the thin-skin tran- 
sient calorimetry technique generally employed in conventional hypersonic wind 
tunnels. Two dxfferent methods of construction of these thin-skin hemispheres were 
tested. One hemisphere was a thin shell of stainless steel with a thermocouple 
attached to the inner surface at the stagnation region. The other hemisphere was 
fabricated from a machinable glass-ceramic and had a small stainless-steel insert# 
with a thermocouple attached to the backside# installed at the stagnation region. 
Measured values of heat-transfer rate from the different hemispheres were conpared 
with one another and with predicted values. 

The present study demonstrated the feasibility of using thin-film resistance 
heat-transfer gages in conventional hypersonic wind tunnels over a wide range of 
conditions. These gages offer the following advantages over the transient calorim- 
eter thin-skin gages: (1) The fast response provides a detailed ime history of the 

heat-transfer rates. (2) Their high sensitivity allows the same gage to be used for 

a wide range of surface heat-transfer rates. (3) Many gages can be deposited in a 
small area without concern for conduction effects or large corrections to determine 
the effective skin thickness. (4) Thin-film gages eliminate the need to measure a 
skin thickness to an accuracy of 0.015 mm# sometimes an impossible feat on a complex 
model. The primary disadvantages of the thin-film gage are its susceptibility to 
damage when facing the flow and the large corrections required to account for the 
variation of substrate thermal properties with temperature. Values of heat-transfer 
coefficient measured with the thin-film hemisphere and machinable glass-ceramic 
hemisphere with an insert agreed to within 5 percent of one another and with 
predicted values. 


INTRODUCTION 

The continuous thin-skin transient calorimeter technique is widely used in con- 
ventional hypersonic wind tunnels to measure heat-transfer rates on configurations of 
various degrees of conplexity. (See for example# refs. 1 to 6.) As the name 
inplies# calorimeter gages attenpt to determine the instantaneous heat-transfer rate 
to the surface of the model by measuring the time rate of change of rhe thermal 
energy within an element of the skin. These gages usually take the form of a thermo- 
couple spot-welded to the inside surface of the metallic thin skin. The transient 
calorimeter effect is achieved by rapidly injecting the thin-skin model# which is 
generally at a uniform tenperature# into the estahlijhed test flow and retracting it 
after a few seconds. As with most measurement techniques# the continuous thin-skin 
transient calorimeter technique has advantages and disadvantages. One of the more 



serious disadvantages is lateral-conduction effects due to teirperature gradients 
within the thin skin* In regions of high heat-transfer gradients, such as those 
generally experienced on very small models and models with large surface curvature, 
lateral conduction may cause large experimental errors in the inferred heating 
distribution. Another disadvantage with models having large surface curvature is 
that large geometric corrections to the measured skin thickness are generally 
required to determine the effective f'kin thickness* 

The present study investigates tlternative methods for measuring heating rates 
in regions where lateral-conduction effects or miniaturization are important* One 
method examined, which is not new to conventional hypersonic wind tunnels, was a 
slug-type calorimeter gage. This gage is similar to the continuous thin-skin calo- 
rimeter gage, differing only in that the metallic skin is limited to a small area and 
mounted in an insulator. The other method examined was th<» thin-film resistance 
gage. This gage, which is characterized by a very rapid response time (less than 
1 pisec), was developed primarily to measure heat-transfer rates in hypersonic- 
hypervelocity impulse facilities having short run times, typically 0.1 to 10 msec. 
(See refs. 7 to 28.) Thin-film heat-transfer gages are constructed at the Langley 
ResOs^rch Center to measure heating rates in the Langley Expansion Tube (refs. 29 
and 30), a facility that has a run time of only 200 to 300 ^sec and uses small (5-cm- 
diameter, or less) models. Because the thin-film sensors may be made quite small, 
detailed heating distributions are measured on these small models. 

To the author's knowledge, experience with thin-film heat-transfer gages in 
conventional hypersonic wind tunnels at the Langley Research Center is limited to a 
single study. (See ref. 31.) In this study, the heating distribution along a 
slender cone was measured with thin-film gages in the low-heating environment of the 
Langley Hypersonic Helium Tunnel. However, Edney (ref. 2J) tested thin-film gages on 
blunt models in a conventional supersonic wind tunnel a number of years ago. Small 
( 10-mm-diameter) Pyrex hemispheres with a platinum thin-film gage placed at the 
stagnation point were tested at e. Mach nun\ber of 4.6 prior to being tested in a 
hypersonic gun tunnel. (Pyrex is a trademark of Corning Glass Works.) The purpose 

of initially testing the gages in a conventional wind tunnel was to examine the 

performance of these gages and the associated high-response data-acquisition system 
for flow conditions that were accurately known. Tlie good agreement observed between 
measured and predicted stagnation-point heating rate led Edney (see ref. 20) to 
suggest that this technique be used to calibrate thin-film gages prior to their being 

subjected to the high-enthalpy flow in an impulse wind tunnel. 

The purpose of this report is to present the results of a study performed in the 
Langley Continuous-Flow Hypersonic Tunnel (CFHT) (refs. 4 and 32) and in the Langley 
Hypersonic CF^ Tunnel (CF^ Tunnel) (ref. 33) to evaluate the performance of thin-film 
resistance heat-transfer gages over a range of flow conditions. Small hemispheres 
(8.1-mm diameter) fabricated from quartz and MACOR (see ref. 34) were instrumented 
with a thin-film gage located at the geometric stagnation point. (MACOR, a machin- 
able glass-ceramic, is a trademark of Corning Glass Works.) Stagnation-point heat- 
transfer rates measured with these thin-film hemispheres are compared with those 
measured with continuous thin-skin calorimeter hemispheres and with a slug-type calo- 
rimeter hemisphere having the same diameter. In order to examine the performance of 
the thin-film gages under relatively low heating conditions, 'several gages were 
mounted flush with the surface of a sharp-leading-edge flat-plate model. Variables 
in this study include flow conditions (Mach number, test gas, and range of reservoir 
pressure for a given reservoir terr^jerature) , type of heat-transfer sensor (thin-film 
resistance gages and thin-skin transient calorimeter gages), and model geometry 
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(hemisphere or flat plate)* The use of trade names in this publication does not 
constitute endorsement, either expressed or implied, by the National Aeronautics and 
Space Administration. 
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=-YMBOLS 

constants used in equation (3) 
constant used in equation (A4) 

heat-transfer coefficient, q/(Tg^^^ - W/m^-K 

specific heat, J/kg-K 

diameter 

voltage, V 

enthalpy, J/kg 

current, A 

thermal conductivity, W/m-K 
substrate thickness, m 
Mach number 
Prandtl number, p,c/k 
unit Reynolds number per m 
pressure, Pa 
heat-transfer rate, W/m 
resistance, Q 

univeral gas constant, 8.31434 J/mol-K 
radius 

radius of outer surface of hemisphere, m 
slope 

temperature, K 

temperature at penetration depth x, K 

time, where t * 0 corresponds to model arrival at plane of 
nozzle wall during model injection into the flow, sec 
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Subscripts: 

av 

aw 


time# where t* = 0 corresponds to full-scale output of injector 
switch (see fig. 9), sec 

velocity 

molecular weight of undissociated air (28.967 kg/kmol) 
penetration depth into infinite slab# m 
= x/(2/ot) 

distance downstream from leading edge of flat plate# m 

2 

thermal diffusivity# k/pc# m /sec 

temperature coefficient of resistance per K (see eq. (10)) 

= /pck# W-sec *'^^/m"-K 

stagnation-point velocity gradient (see eq. (17)) 

ratio of specific heats 

thickness of thin film or substrate# m 

emissivity 

coefficient of linear expansion per K 
recovery factor 

angle subtended by a circular arc measured from the sphere axis 
(see fig. 31) 

dummy variable of integration (see eq. (6)) 
coefficient of viscosity# N-sec/m*^ 
density# kg/m 

Stefan-Boltzmann constant# 5.6697 x 10*® W/m^-K^ 
thickness of thin skin# m 
rT 

= I (k/k ) dr, K 

thin-skin curvature correction factor# t ^/t 

eff m 

average or mean 
adiabatic-wall conditions 
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B ballast 

b battery 

c coating or overlayer 

eff effective 

f thin film 

1 inner surface 

m thin-skin material 

o ambient or initial (t = 0) 

s substrate or backing material 

t,1 reservoir stagnation conditions 

t,2 stagnation conditions behind a normal shock 

w wall or outside surface 

2 static conditions immediately behind a normal shock 

® free-stream conditions 

A bar over a quantity denotes the mean value. 


FACILITIES AND TEST CONDITIONS 
The Langley Continuous-Flow Hypersonic Tunnel 

The Langley Continuous-Flow Hypersonic Tunnel (CFHT) (refs. 4 and 32) is shown 
schematically in figure 1. This facility was operated in the blowdown mode for the 
present study. Dry air to the settling chamber is obtained from a 34.5-MPa bottle 
field, and the maximum operating reservoir pressure of the tunnel is 15.2 MPa. This 
air is heated by a 15-MW electric-resistance tube heater, the maximum tube tempera- 
ture IS 1255 K, and maximum reservoir-stagnation temperature is 1060 K. The CFHT 
uses a water-cooled, three-dimensional contoured nozzle to generate a nominal Mach 
number of 10. The nozzle throat is 2.54 cm square and the test section is 78.7 cm 
square. Maximum run time in the blowdown mode, using two 12 .2-m-diameter vacuum 
spheres, is 60 to 80 sec. 

The model is positioned in an injection chamber mounted on the right side of the 
tunnel when looking upstream toward the noz:::le throat. (This chamber allows access 
to the model without opening the test section to atmosphere. ) The injection system 
rapidly (in about 0.5 sec) inserts a model into the flow for heat-transfer tests. 

Reservoir stagnation conditions and free-stream flow parameters for the present 
tests in the CFHT are presented in the following table: 
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Run 

Pt, r 

: .®a 

\, 1 ' 

K 

00 

p«' 

Pa 

K 

per m 


1 

mgm 

973 

9.90 

59.4 

49. 1 

1.88 X 10 ^ 

7.77 

2 


975 

9.89 

58.6 

49.2 

1.84 

7.56 

3 

5.14 

986 

10.04 

115.4 

48.6 

3.76 

15.43 

4 

1 1. 02 

989 

10. 19 

228. 1 

47.5 

7.85 

30. 14 

6 

2.40 

981 

9.89 

58.6 

49.6 

1.82 

7.69 

7 

5. 13 

998 

10.04 

115.2 

49. 1 

3.69 

15.40 

11 

2.37 

965 

9.89 

57.9 

48.8 

1.85 

7.58 

12 

2.49 

958 

9.90 

60.8 

48.4 

1.97 

7.98 

13 

11.32 

980 

10.20 

233.1 

49.0 

7.62 

28.75 

14 

2.47 

979 

9.90 


49.4 

1.89 

7.67 


The Langley Hypersonic CF^ Tunnel 

The Langley Hypersonic CF^ Tunnel (CF^ Tunnel) {ref. 33) is a conventional-type, 
blowdown wind tunnel that uses tetraf luoromethane (CF^) as the test gas. This 
facility, which is a conversion of the Langley 20-Inch Hypersonic Arc-Heated Tunnel 
(ref. 32), is shown schematically in figure 2. The CF^ from the high-pressure 
storage field is heated to a maximum temperature of approximately 900 K by two Lead- 
bath heaters in parallel. Itie high-pressure heated CF^ is then introduced into the 
settling chamber and expanded along an axisymmetric, contoured nozzle designed to 
generate a Mach number of 6 at the iiozzle exit. Models are supported at the nozzle 
exit by a pneumatically driven insert mechanism and are tested in an open jet. After 
hc.ving passed over the test model, the CF^ test gas is collected by a diffuser and is 
then cooled and dumped into two vacuum spheres which serve as receivers. When the 
spheres are evacuated, the exhaust of the vacuum pumps is piped to the CF^ reclaimer 
where the CF^ is liquified and the gaseous impurities are exhausted to atmosphere. A 
detailed description of the CF^ Tunnel is presented in reference 33. 

Reservoir stagnation conditions and free-stream flow parameters for the present 
tests in the CF^ Tunnel are presented in the following table: 


Pt,v 

MPa 

K 


Poo > 

Pa 

K 

N 

per m 

P2/P® 

Pt,2' 

kPa 

00 

r- 

668 

6.20 

194 

177 

0.952 X 10^ 

11.84 

8.97 

11.24 

679 

6.21 

285 

181 

1.355 

11.91 

13. 15 

16.63 

684 

6.21 

420 

181 

1.989 

11.92 

19.39 


MODELS AND INSTRUMENTATION 


Models 


the 


This section describes the models and the holder used to place these models into 
flow. In the case of the hemisphere models, the me del is actually a type of 
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heat- transfer gage. The types of heat-transfer gages used in this study are 
discussed in the next section. 

Hemispheres .- Models used to measure stagnation-point heat-transfer rates in the 
two wind tunnels were hemispheres having diameters from 7.87 to 8.13 mm. In the 
CFHT, five hemispheres were mounted in a vertical survey rake, having a probe spacing 
of 5.1 cm, that was injected horizontally into the flow; that is, all five hemi- 
spheres were exposed co the flow at the same time. The survey rake came to rest 
5.1 cm from the nozzle center line. This same rake was used in the CF^ Tunnel to 
inject four hemispheres into the flow. For this facility, the rake was horizontal 
and injected vertically such that the probes were positioned 7.62 cm below the nozzle 
center line. (The probes were tested off center line to avoid disturbances focused 
along the center of the nozzle when the tunnel is operated at reservoir conditions 
other than those for which the nozzle was designed (ref. 33).) 

The radius of all hemispheres tested was measured by placing the hemispheres in 
an optical comparator and enlarging the image to 20 times the actual size. »;epre- 
sentative photographs of the shape for a continuous thin-skin model, a MACOR 
(ref. 34) model with a stainless-steel insert y and a thin-film MACOR model are shown 
in figure 3. (These types of heat -transfer gages are discussed in the next sec- 
tion.) The optical con^arator showed that the thin-film models and MACOR model with 
a stainless-steel insert had true nose radii, whereas the continuous thin-skin models 
had somewhat flattened noses (nose flattened approximately 0.18 mm for both models). 

Flat Plate .- To generate a region of relatively low heat -transfer rate, a sharp- 
leading-edge flat-plate model was tested at zero incidence. This stainless-steel 
plate, which is shown in figure 4, is 7.62 cm wide, 16.05 cm long, and has a leading- 
edge angle of 20®. A single quartz substrate is mounted flush with the surface, with 
the axis of the substrate coincident with the plate center line in the stream direc- 
tion. This substrate has 13 thin-film sensors deposited 3.2 mm apart along its 
length (fig. 4(b) ). 

Disks . - To determine the thin-f ilm-gage substrate thickness required for the 
substrate to behave as a semi-infinite slab for a given time interval, MACOR disks 
having diameters of 1.27 cm and thicknesses of 1.27, 2.54, 3.81, 5.08, and 6.35 mm 
were tested in the CF^ Tunnel. These disks contained a thin-film sensor at the 
center of both the front and rear surfaces and were mounted on rhe holders used for 
the hemispheres. (See fig. 5.) The thin-film sensor on the rear of the disk was 
within the interior of the holder and, thus, was not exposed to the flow. The five 
disks were mounted in the same rake as that used for the hemispheres and were 
injected into the flow, coming to rest 7.62 cm below the nozzle center line; hence, 
the probes were exposed to the flow at essentially the same time. 


Heat-Tiansf er Gages 

Thin-skin transient calorimeter .- In the conventional thin-skin transient calo- 
rimetry technique (refs. 1 to 6), the rate of heat storage in the nvodel skin is 
inferred from a thermocouple generally attached to the inside surface of the skiii. 

Two different fabrication procedures were used in the present study for the calorim- 
etry technique. One procedure involved the fabrication of a hemisphere from type 347 
stainless steel. The ten^erature of the inside surface at the stagnation point was 
measured by using a chromel-alumel thermocouple; this thermocouple junction was 
formed by spot-welding the No. 36 ( 0 . 1 27-mm-diameter ) chromel wire and the No- 36 
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alumel wire to the inner surface. Two such continuous thin-skin hemispheres were 
constructed with skin thicknesses at the geometric stagnation point of 1.135 mm and 
1.034 mm. 

The second fabrication procedure also involved a thin-skin calorimeter of 
type 347 stainless steel. However, for this sensor, a small ( 1 . 1 23-mm-diaireter , 
1.067-mm-thick) stainless-steel insert was mounted flush with the surface of a MACOR 
hemisphere. The primary purpose of this technique was to reduce conduction losses 
from the nose region of the hemisphere by using an insulator as the model material. 

As a check of the measured dimensions of this insert, the insert was weighed, and 
the density was computed and compared with the handbook value for type 347 stainless 
steel (8027 kg/m^ ) . The inferred density was wit’nin 5.7 percent of the handbook 
value. As with the continuous thin-skin hemispheres, the temperature of the inside 
surface of the stainless-steel insert was measured by using a chrome 1 -alumel 
thermocouple (No. 36 wire) welded to the inner surface. 

Thin-film resistance *- The second type of heat-transfer sensor was a thin-film 
resistance gage deposited at the stagnation region of hemispheres (hereinafter 
referred to as thin-film hemispheres) fabricated from quartz (fig. 6) or MACOR. 

Quartz was selected as a substrate material because its thermal properties are well 
documented and the variation of these properties with temperature is less than the 
other commonly used substrate material, Pyrex (ref. 2). MACOR (ref. 34), a 
machinable glass-ceramic, was ^’elected because the variation of thermal properties 
with temperature for most ceramics is quite small and MACOR may be machined with 
metal-working tools? hence, the fabrication of substrates from MACOR is less 
expensive. 

The quartz hemisplieres were obtained from a solid quartz rod having a nominal 
diameter of 8.13 mm. The rod was placed in a lathe and the end of the rod was heated 
to the melting point- A high-density graphite tool machined to the desired radius 
for the rod was placed on the heated rod as it rotated, providing the spherical tip. 
The rod was then optically polished, and the residue from the polishing compound was 
baked off by placing the rod in an oven. MACOR hemispheres were machined by using 
conventional machining techniques for metals (ref. 34); they were polished first with 
No. 600 metallurgical paper, then with No. 1000 paper, and finally with No. 2000 
paper. 


As observed from figure 6, a serpentine thin-film sensing element was deposited 
at the stagnation region of these quartz and MACOR hemispheres by using a photolitho- 
graphic technique. This element measures 1.27 vm long and 1.02 mm wide on a flat 
surface. The serpentine pattern was designed to provide a gage resistance of 100 to 
125 0 on a quartz substrate and yet give an approximate point measurement. (The 
element was contained within 8® of the stagnation point, as described by an arc from 
the axis of symmetry with the apex originating at the center of the sphere. ) 

For both the quartz and MACOR hemisphere substrates, the first step in the gage 
fabrication was to deposit a very thin layer of chromium on the surface. The purpose 
of this chromium underlayer is to inprove the adherence of the palladium sensing 
eltment to the highly polished substrate surface. (See refs. 2, 26, and 28.) 
Palladium was sputtered over the chromium, which completed the metal deposition. The 
resulting film thickness 6^ was 1500 to 1000 A. A photomask (positive photoimage 
for positive resist) of the serpentine pattern and leads was placed into p>o8ition at 
the nose of the hemisphere, and the hemisphere was exposed to ultraviolet light for a 
prescribed period. The hemisphere was then placed into a developer, which removed 
the photoresist (the area masked off from the light) in the areas exposed to light, 
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leaving the serpentine and conductor pattern on the model surface. This resist image 
on the model was then baked (413 K for one-half hour) onto the surface and palladium 
etch was applied. This etch (aqua regia) will not penetrate the photoresist. The 
model was rinsed^ a chrome etch was applied to remove the chrome deposit, and the 
model was rinsed again. 

Thick-film leads of silver were screened on the hemisphere so as to overlap the 

palladium leads (fig. 6) and were fired on in a kiln. The model was then placed 

a sputtering system and an insulation coat was applied. For the quartz models 
deposit of silicon dioxide (Si 02 > was applied over the model surface, whereas . 

deposit of aluminum oxide (Al20^) was applied over the MACOR models. The wire leadr> 

were soldered onto the silver thick-film conductor. 

These thin-film hemispheres were fabricated and calibrated for testing in the 
Langley Expansion Tube (refs. 29 and 30), a hypersonic-hypervelocity impulse facility 
with a run time of only 0.0002 sec; no special preparation was made for their being 
tested in conventional wind tunnels. The Si02 an^ ^^2^3 which were 

relatively thin (less than approximately 5000 A), are required for high-enthalpy 
facility use where ionization is present; but presumably the overlayers would not 
have been needed for the present tests. 

Recording System 

For tests in the CFHT, output signals from the heat-transfer gages were recorded 
on magnetic tape by a Beckman 210 analog-to-digital data recording system interfaced 
to a Control Data series 6000 computer system. The maximum sampling rate of this 
system was used (40 per sec). Thin-skin hemisphere temperature prior to injection 
into the flow from the sheltered position was also recorded by the Beckman system. 

The ambient temperature of the enclosed injection system was manually recorded by 
using a digital readout. For tests in the CF^ Tunnel, output signals were fed into a 
64-channel, analog-to-digital , differential amplifier interfaced to a Hewlett-Packard 
9845T computer. The sairpling rate used with this data-acquisition system for the 
present tests was 50 samples per sec. 

The electrical circuit used to measure the change in resistance of the thin-film 
gaae during a run is shown in figure The ballast resistance R_ was 10.2 kO* 

r> 

For tests in the CFHT, the excitation voltage was supplied b^' a wet-cell battery, the 
battery voltage being 1.29 V for tests with the hemispheres and 6.06 V for tests with 
the flat plate. The output from this circuit was fed first to a differential ampli- 
fier and then into the Beckman recording system, which has an upper limit of 100 mV. 
The differential an^lifier was dc coupled and had an upper bandwidth setting of 
10 kHz and a lower frequency setting of dc. The amplifier gain setting was 1 for 
tests with the hemispheres and was 20 or 100 for the flat-plate model. The excita- 
tion voltage for tests in the CF^ Tunnel was 5.85 V. The output from the electrical 
circuit for the thin-film hemispheres was fed directly into the 64-channel analog-to- 
digital, differential amplifier system; the smaller output for the flat-plate model 
and thin-film gages on the rear surface of the disks was first fed into an individ- 
ual differential amplifier having a gam of 100 and then to the analog-to-digital 
multichannel system. 

Pitot pressure in the CFHT was monitored for each test by using a flat-faced 
tube having an inside diameter of 2.29 mm and an outside diameter of 3.175 mm* The 
tip of the pitot probe was at the same nozzle axial station as the five hemisphere 
heat-transfer gages and was approximately 5 cm to the left of the center heat- 
transfer gage as viewed by the flow. This pressure was measured by using a 
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variable-capacitance diaphragm transducer having seven ranges of pressure, the maxi- 
mum being *133 kPa. The signal from the transducer was also recorded on a magnetic 
tape by the Beckman recording system at 40 samples per sec* The pitot pressure for 
tests in the CF^ Tunnel was inferred from unpublished pitot -pressure distributions 
measured at the nozzle exit for the reservoir conditions of this study. 

DATA -REDUCTION PROCEDURE FOR HEAT-TRANSFER GAGES 
Thin-Skin Transient Calorimeter Gages 

For the continuous thin-skin hemispheres and the MACOR hemisphere with a 
stainless-steel insert, the model-surface heat-transfer rate was inferred from the 
heat balance equation 


^^aerodynamic ^stored ^ ^conduction ^ ^radiation 


( 1 ) 


By assuming that conduction and radiation (from model to test-section walls or from 
walls to model) contributions are negligible and the skin thickness, density, and 
specific heat are constant, the following calorimeter equation is obtained: 


1 

p C T T— 0) 

m m m dt 


(2) 


The temperature time history from the thermocouple welded to the inner surface was 
used to determine dT^/dt. Second-order least-squares curve fits were applied to 
this temperature time data and differentiated to obtain dT^/dt. Thus, 


T 

1 


^ 2 ^ ^ ^ 3 ^ 


dr 

j 

dt 


■ *2 * 


131 


A second-order curve fit is used because the variation of T^ with t is not 

linear, as will be illustrated subsequently in the section **Results and Discussion." 

The method used to determine the time interval for which dT^/dt is evaluated is 

also discussed in "Results and Discussion." Thin-skin thickness density p,^, 

and specific heat c vary with temperature, and, thus, there is a limit to the 

m 

maximum allowarle tenperature before significant errors are introduced by assuming 
that these quantities are constant. For the conditions of this study, the skin 
thickness and density may, with good accuracy, be assumed constant. The skin thick- 
ness was mea«^ ired by using a micrometer and is given in a previous section ("Heat- 
Transfer Gages") foj the two continuous thin-skin stainless-steel hemispheres and t/ie 
MACOR hemisphere with a stainless-steel insert. The density used for type 347 
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*1 

stainless steel was 8027*17 kq/m'^ , and the variation in specific heat for type 347 
stainless steel with temperature was accounted for by using the equation 


c ^ 370.799 + C.3033T (4) 

IT 1 


where c^^ is given in JAg^K and is given in K. 

The tunnel-wall tenperature was less than 350 K, and, thus, the radiative heat 
transfer, ccfT^, from the tunnel wall to the hemispheres was insignil irant. The 
radiative heat transfer from the hemisphere, assuming a maximum surface temperature 
of about 400 K, to the tunnel walls is less than 1 percent of the aerodynamic heating 
and is also considered insignificant. 

The curvature correction factor (jj represents a geometric correction accounting 
tor the difference in surface area 'netween the inner and outer surfaces of the thin- 
skin element. (See refs. 35 e:nd 36.) The product t w is referred to as the effec- 
tive skin thickness and is defined as the ratio of the volume of the skin 

element to the area of the skin element subjected to aerodynamic heating. For a 

sphere having an outer surface radius r and inner surface radius r - t , 

9 g m 


X 


ef f 




(5a) 


Thus, for the continuous thin-skin hemispheres, equal to 0.75 for the 

hemisphere having x = 1.135 mm and is equal to 0.76 for the other hemisphere. 

m 

Dimensions of the insert for the MACOR hemisphere are shown in the following 
sketch: 



1 . Ub 7 mm 


The effective skin thicknoss in terms of 




r, and x is given by the equation 
m 



(5b) 
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The value of calculated trom this equation for the stainless-steel insert is 

K043 rnm, or Teff/% ” 0.977. By us^ng the measured volume of the insert obtained 
from the weighing (see the previous section entitled "Thin-Skin Transient Calorim- 
eter**)/ “^eff ” 0.995 mm, or Teff/% = 0.933* This latter value of Teff used 

to confute the heat-transf er rate. 


One of the more important contributors to uncertainties in heating rates infer- 
red from thin-skin calorimeuer gages is conduction effects. These effects take three 
basjc forms: (1) normal conduction, whereby heat is lost from the rear of the thin 

skin to the backing material, (2) lateral conauction due to tenperature gradients 
within the skin, and (3) conduction of heat along the thermocouple wires. Lateral- 
conduction effects are discussed in a subsequent section and the other two effects 
are discussed briefly at this point. 

For any calorimeter gage, heat will be lost to the backing material and this 
loss can result in an erroneou‘ value of the heat-transf er rate. The heat loss due 
to normal conduction to the rear surface increases with increasing (ref. 2), 

where 


R 

R 



p c k 
s ss 


p c k 
•^m m m 


I'-rr the stainless-steel continuous thin-skin hemispheres, the backing material was 
air under vacuum; thus, Bg/P^^ » 0.0007. The error in the time rate of change of the 
tenperature of the rear surface dT^/dt for this small value of Bs/Pm negligi- 
ble. For the MACOR hemisphere with a stainless-steel thin-skin insert, the insert 
was held in place by a thin layer of RTV (room-temperature vulcanizing rubber) around 
its perimeter; hence, a relatively small portion of the insert was backed with tTV. 
The ratio Ps/Bm stainless-steel thin skin and with RTV backing material is 

approximately 0.09. If one-third of the rear surface area of the insert is assumed 
to oe backed by RTV, then the slope dT^/dt will be in error by about 3 percent. 

(See ref. 2.) Because tne backing material in the vicinity of the thermocouple was 
air and a worst case represented an error less than 3 percent, no correction for this 
effect was applied to the present results for the M/.COR hemisphere with a thin-skin 
insert. 


Conduction effects due to the presence of thermocouple wires attached to the 
insade surface of the thin skin are discussed in reference 2. For the present ratio 
of wire diameter to skin thickness of 0.12 and for times greater than 0.3 sec, the 
maximum error in infer* ed heat-transfer rate due to heat conduction in a single 
thermocouple lead should be less than 3 percent. (See ref. 2. ) A single wire with 
the same cross-sectional area as two No. 36 wires yields a ratio of equivalent wire 
diameter to skin thickness of 0 . 17 , corresponding to errors in inferred heating rate 
of about 5 percent. No attempt was made in the present study to correct the thin- 
skin calorimeter data for heat losses along the thermocouple wires. 


Thin-Film Resistance Gages 

A sketch of a thin-film resistance gage and associated electrical circuit is 
shown in figure 7. A thin metallic film of thickness is deposited on the 
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surface of an electrical insulating material. This thin film serves as an active 
element in a constant-current circuit; that is^ the metallic film serves as a resis- 
tance thermometer which is assumed to be of negligible heat capacity. (The ten^era- 
ture of the lower surface of the film is assumed to equal the tenperature of the 
upper surface instantaneouslv; hence, the film does not affect the temperature 
history of the substrate.) The thickness of the substrate is assumed to be suf- 
ficient for the substrate to behave as a semi-infinite medium. A coating of thick- 
ness 6^ of a dielectric is deposited over the film to eliminate possible electrical 
shorting of the gage in an ionized flow; also, this deposit tends to enhance the 
durability of the gage. 

The basic equation for determining the heat-transfer rate for the thin-film gage 
previously described is (refs. 2 and 7) 


( 6 ) 


where the substrate thermal properties ( pg = /pc«Cgkg) are assumed to be constant 
during the run, AT(t) is an arbitrary surface-temperature time history (AT(0) = 0), 
X is a dummy variable, and the presence of the thin-film sensor is neglected. Equa- 
tion (6) is integrated numerically to obtain the heating rate. A difficulty arises 
in the numerical integration due to the singi^’larity in the integrand evaluated at the 
upper limit t = X. To avoid this singularity, which will give rise to errors in the 
deduced value of heating rate, Cook (refs. 22 and 23) developed the following 
equation 


2P 


q(t ) = 


s,o 




2 :^ 


<Ht^) 




Jt - t . + 

1=1 in 1 
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(7) 


S-1 


rx 

where 4> = I (k/k ) dT and n is the number of steps (time intervals); for 

constant thermal conductivity, k, ^(t) = AT(t). Equation (7) provides a simple 
method for determining the heating rate and is highly accurate, provided a sufficient 
number of steps have been used. (See refs. 21 to 23.) To illustrate this point, the 
heating rate was assumed constant so that equation (6) becomes 


q(t) = 


'^^s,o AT(t) 


( 8 ) 


A value of q(t) representative of that expected on a small hemisphere in the CFHT 
was chosen for a given value of Ps,o* temperature change AT(t) was computed 
as a function of time t from equation (8) and the data were introduced into equa- 
tion (7). The results obtained are shown in the following table; 
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Number of 

Error in q(t)/ 

steps, n 

percent 

6 

1 

9 

.5 

14 

.25 

25 

.1 


Thus, for a data-acquisition rate of 40 samples per sec, the uncertainty in the heat- 
ing rate introduced by the use of equation (7) will be less than 1 percent for times 
greater than 0#175 sec. 

The assumption of constant substrate thermal properties made in the derivation 
of equation (6) is appropriate when the substrate tenperature change is small, such 
as in the case for a flat plate- However, this assumption will not be valid for 
the small hemispheres. Methods of correcting for the effect of variable substrate 
thermal properties are presented in reference 11 for Corning Code 7740 Pyrex and 
quartz and in references 22 and 23 for Code 7740 Pyrex (hereinafter referred to as 
Pyrex 7740). These methods are discussed in appendix A along with the correction 
factors applied herein to the heating rates computed by using equation (7). 

Because the test time of the CFHT and the CF^ Tunnels is several orders of mag- 
nitude longer than that of impulse facilities, the assumption of the substrate 
behaving as an infinite slab during the test period is subject to question. An 
analysis for a surface subjected to a step function cf temperature is presented in 
reference 2. In this analysis, a dimensionless penetration depth x* = x/(2/ot) is 
introduced. For the temperature at a given depth to be less than 1 percent of the 
surface temperature, x* must exceed 1.58; similarly, for the heat-transfer rate at 
a given depth to be less than 1 percent of the surface value, x* must exceed 1.87. 
The analysis of reference 2 shows that the substrate thickness, for a total test time 
of 1 sec, must exceed 0.35 cm for both quartz and MACOR to insure the validity of a 
one-dimensional substrate. This condition was examined experimentally in the xjresent 
study by using MACOR disks having thin-film gages on the front and rear surfaces. 

(See previous section entitled "Models.”) 

The change in surface temperature of the substrate is inferred from the voltage 
change measured with the circuit shown in figure 7. (This circuit was borrowed for 
this study and has since been replaced by a circuit containing a constant-current 
diode.) If the current is assumed constant in this circuit, the change in voltage 
corresponding to the change in lesistance of the thin film tiring a test is given by 
the relation 


AE^.(t) 


AR^(t) 

I, AR,(t) = E. 

f,0 f f,0 R_ 

f ,o 


(9) 


Each thin-film gage is calibrated by immersion in a well-stirred oil bath. The oil 
IS heated to various tcmperacures and the gage resistance is measured for a specified 
current through the gage (generally I iOA). Because of the near-linear variation of 
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the film resistance with temperature, the usual procedure (ref. 2) is to introduce 
the tenperature coefficient of resistance defined as 


“r = r 


f ,o 


AT 


( 10 ) 


which is determined from the calibration. The temperature range of the calibration 
should span the range of surface teirperature expected during a test, since ap is 
generally not constant. (See refs. 2 and 16. ) For the present study, Rf 
equation (10) corresponds to the resistance measured at a terrperature of 297.2 K dur- 
ing the calibration, and ARf/AT was inferred from the calibration data of resis- 
tance as a function of temperature. Calibration results for the thin-film hemi- 
spheres obtained before, during, and after the present test series are discussed in 
detail in appendix B. Also discussed in this appendix is the effect of gage current 
on the variation of resistance with temperature. 

From equations (9) and (10), the change in substrate temperature is given by the 
equation 


AE (t) 

AT(t) = — Ml) 

Vf,o 

where AEf(t) is measured during the test at given times and the initial voltage 
^ is measured just prior to the test. 

If the gage resistance is not negligible in con^arison to the ballast resis- 
tance, the current variation must be considered. For this case, the tenperature 
change is found by using the equation (eq. (7c) in ref. 28) 
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( 12 ) 


Different zero times are used herein for the thin-skin and the thin-film models. 
7ero time for the thin-film hemispheres corresponds to the time at which these fast- 
response gage first experience an increase in the surface tenperature as the model 
is injected into the flow. This time scale is denoted as t. For the thin-skin 
hemispheres in the CFHT, zero time is selected as the time at which the two-way 
switch on the injection system reaches full-scale output. At this zero time, the 
hemisphere models will have been at rest, 5. 1 cm from the nozzle center line, for 
approximately 0.1 sec. In the CF^ Tunnel, zero time for the thin-skin hemispheres 
corresponds to arrival of the hemispheres 7.62 cm below the nozzle center line, as 
determined from a slide wire. This time scale is denoted as t* in the text and 
plots. 
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PREDICTION OF FLOW CONDITIONS AND STAGNATION -POINT 


HEAT-TRANSFER RATE 
Flow Conditions 

Free-stream and post-normal shock flow conditions for the CFHT were determined 
by using the measured reservoir pressure, reservoir temperature, and pitot pressure. 
The ideal-air value of Pt,2/Pt,1' corresponding to the measured value of Pt,2/Pt,V 
was determined from the imperfect-air calculations of reference 3‘i . (The results of 
ref. 37 account for intermolecular force effects that occur at the present reservoir 
stagnation conditions. ) Ideal-air flow quantities corresponding to this ideal-air 
value of Pt,2/Pt,1 were obtained from the tables of reference 38 and were corrected 
for imperfect-air effects by using reference 37. 

Free-stream and post-normal shock flow conditions for the CF^ Tunnel were com- 
puted from the measured reservoir pressure and temperature, pitot pressure, and 
imperfect CF^ relations of reference 39. Imperfect CF^ values of reservoir density, 
enthalpy, and entropy, were computed from the measured reservoir pressure and 
temperature. An isentropic expansion was performed from the reservoir, through the 
nozzle throat, and to an estimated value of free-stream static temperature at the 
test section. A normal shock crossing is performed and the resulting stagnation 
pressure behind the shock is compared with the measured pitot pressure. The free- 
stream static temperature is varied until the measured and computed pitot pressures 
agree to within a given tolerance, usually 0.05 percent. 


Stagnation-Point Heat-Transfer Rate 

Predicted values of the stagnation-point heat-transfer rate to a sphere in air- 
flow were obtained by using the method of reference 40. The correlation of 
numerical results performed by Fay and Riddell (ref. 40) for undissociated airflow 
resulted in the following equation for the heat-transfer rate 




0.76 , .0.4, ,0.1,. 
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(13) 


The post-normal shock f low region in the CFHT is thermally perfect (the compn 
sibility factor is equal to unity) but calorically imperfect (y « ^ Y Hence, 

t , 2 to 


and 
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IS determined from Sutherland's 


The viscosity corresponding to and 2 

formula (ref. 38) ’ 

1.462 X 10 — j 

where T is riven in K and is given in N-sec/m ; and the velocity gradient 
r IS determined from the modified Newtonian relation for axisymmetric bodies 
(ref. 40) 


r 

g 




t,2 


(17) 


The value of free-stream static pressure p^ is determined from the relation 
(ref. 38) 



(18) 


where the quantity 0.995 represents a correction for imperf ect-air effects. Although 
Yoo equal to 1.4 (ideal-air value) in the CFHT, the ratio of specific heats in the 
post-normal shock region y^,2 less than that in the free stream (y^ 2 “ 1*34). 

Thus, the enthalpy at the stagnation point h^ 2 be determined from imperfect- 

air results (ref. 41). For 200 K < T < 1200 K, the imperfect-air enthalpy h is 
given to within 0.1 percent by the equation 


= 3.51715 - 2.5041 x 1o"^T + 5.5079 x 1o”^T^ - 1.7197 x 1o“^°T^ 


R T 
gas 


(19) 


Values of h^ 2 were obtained by using equation (19). 

The Prandtl number at the wall ^pr,w assumed equal to 0.71. Because 

p << Pt^2 * Mach nuiAber of 10, the heat-transfer rate determined from equa- 
tion (13) 18 a function of tne measured quantities T^, T^ 2 (which is nearly equal 
to T^ ^ (ref. 37)), Pt^2' ^g* 

Measured values of the heating rate are presented in terms of the heat-transfer 
coefficient as defined in the equation 



aw w 
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For a hemisphere in hypersonic flow, the adiabatic-wall temperature at the 

stagnation point is equa^ to the stagnation teiiperature 42). Because 

Yaw equal to Yoo CFHT flow conditions, the adiabatic-wall tempera- 

ture for the flat plate was obt-ained from the relation 
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( 21 ) 


To obtain an imperfect-air expression for as a function of a first-order 

least-squares fit was applied to the imperfect-air data of reference 41 for 
200 K < < 1200 K. The resulting equation is 


h W . 

— — = 3.4056 + 2.3729 x 10 T 
R T aw 

gas aw 


( 22 ) 


and is accurate to within 1 percent. The nominal value of free-stream Mach number 
:or the present tests in the CFHT is 10.05, and the corresponding value of 
corrected for imperf ect-air effects is given to within 3 percent by the relation 


T == 0.0492T. « 
<» t, 2 


(23) 


By combining equations (21) to (23), setting y® ®qual to 1.4, and setting 
equal to 10.05, the adiabatic-wall temperature is given by the relation 


'^aw " 7176 ^/i t ( 1.409 x 10’^)T^^2<^ 20.2 t1j.) - lj (24) 

For a blunt body, where hj. ~ 1 and T^^ = T^ this expression is accurate to 

within 3 percent for 600 K < T ^ < 1000 K. 

t , 2 

The flow over the flat plate is ^.pected to be laminar; hence, from refer- 
ence 42, the recovery factor is giv by the relation 


’V f*Pr,w 

The reservoir ten^erature T^ ^ for the test on the flat plate (run 14) was equal to 
979 K. By setting Np^ ^ equal to 0.71 in equation (25), the value of T^^ from 
equation (24) is equal to 842.5 K. 

RESULTS AND DISCUSSION 
Durability of Thin-Film Gages 

From consideration of the method of construction, it is obvious that thin-skin 
calorimeter models are more substantial, and thus less likely to be damaged by the 
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flow, than thin-film models. Hence, a primary concern with the usage of thin-film 
gages that face into the flow of conventional hypersonic wind tunnels is durability. 
Another concern is performance. As noted previously, thin-film gages were developed 
for use in impulse facilities. When used in a conventional wind tunnel, the gage 
is subjected to flow for a period of time roughly 1000 times longer than that in an 
impulse facility. Thus, the ability of the thin-film gage to survive the high- 
temperature environment of the CFHT over a relatively long period of time without 
being destroyed or suffering an appreciable change in physical characteristics was 
uncertain. 

Four thin-film gages with quartz hemisphere substrates and two with MACOR hemi- 
sphere substrates were tested in the CFHT. Only one of the four quartz hemispheres 
survived a test, whereas MACOR hemisphere no. 1 survived the six tests it was sub- 
jected to and MACOR hemisphere no. 2 survived all nine tests. Post-test examination 
of the quartz hemispheres revealed the substrate experienced very little sandblasting 
by the flow. The palladium leads between the serpentine pattern and silver leaus 
were wiped from the surface during the test period. (See fig. 8(a)). The output 
of the first two quartz hemisphere gages tested indicated that the circuit opened 
between 0.675 and 0.875 sec after the gage was injected into the flow. 

Adhesive properties of sputtered thin films do not equal those of painted and 
fired films (ref. 2). Thin-film gages fabricated previously without a chromium 
sublayer exhibited very poor adhesion (could be wiped off the surface of the sub- 
strate with a soft cloth). Application of the chromium sublayer i.'^proved adhesion 
significantly, although a large variation in adhesive properties was observed between 
/arious batches. This variation was determined by covering the gage with tape and 
observing whether the gage remained fixed to the surface upon removal of the tape. 

No such adhesion test was performed for the present thin-film hemispheres. The only 
difference in the fabrication procedure between the quartz and MACOR hemispheres was 
the material used as an over layer on the thin-film gage. The quartz hemispheres 
received a Si02 overlayer, wheieas the MACOR hemispheres received an AI 2 O 2 over layer. 
(See the previous section entitled "Heat-Transfer Gages.") However, the contribution 
of the over layer to the difference in survivability between the MACOR and quartz 
hemispheres is believed to be small. The fact that the initial gage resistance for 
the MACOR hemispheres was 50 to 70 percent greater than tnat for the quartz hemi- 
spheres (appendix B) implies a rougher surface for the MACOR. This is as expected 
from consideration of the composition of MACOR and the method used to fabricate the 
hemispheres. The survivability of the MACOR hemispheres is attributed primarily to 
the improved adhesion provided by the greater surface roughness. 

Although the survival of the MACOR thin-film hemispheres under the hostile tem- 
perature environment generated in the CFHT is encouraging, it should be noted that 
models tested before and after the present study were sandblasted by solid contami- 
nants carried in the flow. Such sandblasting is common to most hypersonic wind 
tunnels and varies between facilities, depending on the condition of filters, clean- 
liness of the supply gas, and level of reservoir stagnation pressure and temperature. 
New in-line filters ahead of the reservoir were installed in the CFHT immediately 
prior to the present tests and are credited, in part, to the survival of the MACOR 
gages. 


Following the tests made in the CFHT, the two MACOR hemispheres were tested in 
the CF^ Tunnel. These tests in the CF^ Tunnel were performed for three primary 
reasons: (1) to determine if the high-temperature tetraf luoromethane would have any 
effect, such as corrosion, on the thin-film gages, (2) to subject the thin-film gages 
to a somewhat higher flow-contamination level than that usually experienced in the 
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CFHT, and (3) to obtain values of stagnation-point heat-transfer rate and time histo- 
ries of the heat-transfer coefficient to supply information concerning the flow 
characteristics of the CF^ Tunnel. 

Models tested in the CF^ Tunnel previous to the present study had been severely 
sandblajted by solid contaminants carried by the flow. The primary source of these 
contaminants is rust-like particles. These particles form on the inner surface of 
the stainless-steel heater tubing and are a result of the Freon gas reacting with the 
tubing at elevated temperatures (ref. 33). (Freon is a trademark of E. I. du Pont 
de Nemours & Co., Inc.) A rotating disk serving as a particle collector revealed 
that most of the cor.uaminants arrived at the test section during the nozzle starting 
process, which requires about 3 sec. In an effort to reduce the level of contamina- 
tion during the present tests, several changes were made in the operating procedure 
of the CF^ Tunnel. The facility was operated at a lower heater, hence reservoir, 
temperature than in previous tests. The heater tubing was evacuated and filled with 
an inert gas (argon) between runs. One or two short, high-pressure runs were made 
prior to actual testing to help clean the tubing out. The thin-film hemispheres were 
injected into the flow approximately 5 sec after tunnel start. With these proce- 
dures, the gages survived all three tests. The MACOR hemispheres (fig. 8(b)) were 
somewhat discolored from the tests in the CF^ Tunnel, but they did not suffer any 
appreciable change in properties. It should also be noted that all five MACOR disks 
survived both the runs they were subjected to. 


Calibration of Thin-Film Gages 

Calibrations of two M^^wCOR thin-film hemispheres before, during, and after the 
test series in the CFHT showed that large variationr- in AR/AT occurred during the 
tests. (See appendix B.) For example, MACOR hemisphere no. 1 experienced a 
45-percent decrease in AR/AT after four runs, and MACOR hemisphere no. 2 experi- 
enced a 28-percent decrease after six runs. The corresponding decreases in the 
temperature coefficient of resistance were 6 and 3.3 percent, respectively. The 

measured values of gage resistance prior to a run R^ showed that the decrease in 
Rq with number of runs was accelerated by an increase in reservoir pressure, hence 
maximum surface temperature. This variation in thin-film properties is attributed to 
the ‘act that the films were not annealed prior to testing. The initial calibration 
of the MACOR hemispheres was for temperatures from 297 K to only 353 K. This upper 
temperature was established from previous studies to avoid decomposition of adhesives 
used on various models. Thus, the th in-films deposited on the MACOR hemispheres were 
not subjected to the high temperatures (in excess of 525 K (ref. 2)) required for 
stabilization of the thin film prior to being tested in the CFHT. 

The quartz thin-film hemispheres were initially calibrated between 297 K and 
505 K. (See appendix B.) These calibrations revealed a discrepancy between the gage 
resistance at a given temperature for ascending and descending temperature, indica- 
tive of an annealing of the thin film. The contribution of the uncertainty in aj^ 
to the inferred value of q^ 2 quartz hemispheres is believed to be small, 

since these aages were calibrated prior tc being tested. For the MACOR thin-film 
data presented herein (last three runs in the CFHT), the MACOR gages had become 
relatively stable and before- and-af ter calibrations showed a variation in less 

than 3.2 percent. 

After completion of the present tests in the CFHT, MACOR hemispheres nos. 1 
and 2 were examined for ohmic (I^R) heating effects. (See appendix B.) Although the 
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resistance at a given ten^erature increased for values of the current greater than 
10 mA, corresponding values of aj^ varied less than 1.3 percent over the range of 
Iq from 1 to 20 mA for both hemispheres. Values of stagnation-point heat-transfer 
rate inferred from the thin-film hemispheres correspond to excitation currents less 
than 0.2 mA for tests in the CFHT and less than 0.8 mA tor tests in the CF^ Tunnel; 
the current used during tests with the flat-plate model was less than 0.8 mA. For 
such low levels of currentr ohmic heating effects were negligible. 


Time Histones of Measured Outputs 

Time histories of the pitot pressure, temperature inferred from the output of 
the thermocouple attached to the inside surface of a stainless-steel insert in a 
MACCR hemisphere, millivolt output of MACOR thin-film hemisphere no. 2, and the 
output from a switch mounted on the injection mechanism are shown in figure 9 for 
CFHT run 11 (pt,i ~ 2.4 MPa) and in figure 10 for CFHT run 13 (pt ,1 = 11.3 MPa). 

Zero time corresponds to the instant that the output from the thin-film gage(s) 
increases from the base-line value, indicating initial exposure to the flow. (That 
is, t = 0 denotes arrival at the plane of the nozzle wall during injection into the 
flow.) The thermocouple output of the MACOR hemisphere with the insert (fig. 9) 
begins to increase approximately 0.05 sec after the output of the thin-film gage 
begins to increase. According to the injection-switch output, the time required for 
the five-probe rake to travel from the plane of the nozzle wall to a position within 
5.1 cm of the nozzle center line is about 0.4 sec. The time at which the full-scale 
output of the injector switch is obtained is designated as t* = 0. The pitot- 
pressure probe is subjected to the flow at a later time than the he. -transfer gages 
since it was mounted to the left of these gages as viewed by the flow. Because the 
pressure transduc^^ for the pitot pressure is mounted external to the tunnel, a 
pressure lag will exist. For the low-pressure run (fig. 9), the transducer first 
experiences an increase in pressure at a time of about 0.225 sec, and the pressure 
time history is characterized by an increase to a peak value, followed by a decrease 
then increase to a near-constant (within 1 percent) value. This peak is believed to 
be due to the dynamics of the transducer as the diaphragm is pulsed and is not 
indicative of the true pressure history. The pitot-pressure ratio Pt,2^Pt,1 
essentially constant for times greater than 0.7 sec and the pressure ratio between 
the time the hemispheres entered the test core and 0.7 sec is assumed equal to this 
constant value of Pt,2/Pt,1* expected, the lag in pitot pressure at the highest 

reservoir pressure (fig. 10) is less than that at the lowest reservoir pressure, and 
Pt,2 becomes constant at about the time that the five-probe rake comes to rest. 


Time Histones ol Substrate Surface Temperature and Heat-Transfer 
Rate for Thin-Film Hemispheres 

The variation in substrate surface temperature with time is shown in fig- 
ure 11(a) for a low-reservoir-pressure test in the CFHT and in figure 11(b) for a 
high-pressure test. Prior to the low-pressure test (run 11), MACOR hemisphere no. 2 
had experienced six tests, quartz hemisphere no. 4 had experienced two previous tests 
but had been damaged, and quartz hemisphere no. 2 was being tested for the first 
time. At a time of 1 sec for the low-pressure run (fig. 11(a)), the change in sur- 
face ten^eraturt of the substrate is about 150 K. This surface-temperature change 
exceeds the c^'xbration temperature range for MACOR hemisphere no. 2 at the time of 
the test. The surface-temperature change at a time of 1 sec for the high-pressurr* 
run (fig. 11(b)) is 210 K to 220 K. 
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Calibrations performed immediately after the high-pressure run (run 13) revealed 
that the esistance of MACOR hemisphere no* 2 varied linearly with ten^erature for 
AT equal to 210 K; however, the initial high-temperature calibration of MACOR hemi- 
sphere no, 1 after run 13 showed that the variation of R with T became nonlinear 
for AT > 125 K. That is, annealing was occurring during the rather long calibration 
of the gage. Thus, the surface-temperature change inferred for MACOR hemisphere 
no. 1 is expected to contain a larger uncertainty (approximately 4 percent'^ than that 
for MACOR hemisphere no. 2 for times in excess of approximately 0.4 sec at the 
highest reservoir pressure. 

The surface-temperature change with time for MACOR hemisphere no. 1 in the CF^ 
Tunnel is shown in figure 12 for reservoir pressures of 7.5 and 16.6 MPa. As 
observed in the CFHT, AT^^ increases monotonically with t and is free of any 
inflections over the time interval 0.1 < t < 2 sec. For a given time, the value of 
AT^ at the highest reservoir pressure in the CF^ Tunnel is less than that experi- 
enced at the lowest reservoir pressure in the CFHT. Even at a time of 2 sec, AT^ 
in the CF^ Tunnel is still within the linear range of the thin-film calibrations. 

Time histories of stagnation-point heat transfer for runs 11 and 13 in the CFHT 
are shown in figures 13(a) and 13(b), respectively. The stagnation -point heat- 
transfer rate inferred from the thin-film gages is observed to increase rapidly as 
the hemispheres traverse the nozzle-wall boundary layer, reach a maximum value at a 
time t of approximately 0.3 sec, and decrease monotonically thereafter. These 
results (fig. 13) show that approximately 0.3 sec jS required for the 5-probe survey 
rake to travel through the nozzle-wall boundary layer; thus, the hemispheres experi- 
ence inviscid test flow for about 0.15 sec prior to coming to rest within 5.1 cm of 
the nozzle center line. The decrease in heat-transfer rate for t > 0.3 sec is due 
to the corresponding increase of the hemisphere surface ten^erature with time and is, 
naturally, more pronounced at the higher reservoir pressure because of the larger 
change in surface temperature. 

The stagnation-point heat-transfer rate predicted by using the method of refer- 
ence 40 IS compared with measurement in figure 13. The open symbols for the MACO'l 
hemispheres in figure 13 correspond to the substrate thermal conductivity being 

assumed constant and to the correction factor accounting for the variation in 
substrate thermal properties being near unity. The closed symbols denote kg = 
and a revised method for obtaining correction factors. (See appendix A.) The trend 
of decreasing heat-transfer rate with time for the lowest reservoir pressure 
(fig. 13(a)) is predicted quite well by the method of reference 40. Over the time 
interval from 0.5 to 1.0 sec, the prediction is 2 to 3 percent greater than that 
measured for the MACOR hemisphere no. 2 assuming k^ constant; for kg = kg(T), 
measured heat-transfer rate exceeds prediction by 4 to 7 percent. At the highest 
reservoir pressure (fig. 13(b)), the discrepancy between predicted heat-transfer rate 
and that measured by MACOR hemisphere no. 2, assuming k^ Constant, increases with 
time. (This discrepancy is 13 percent at 0.5 sec and 19 percent at 1.0 sec.) A 
significant irtprovement in the agreement between measurement and prediction occurs 

for the case k = k (T). 

s s 

From figure 13(a), the values of stagnation-point heat-transfer rate measured 
with the two quartz hemispheres agree to within 10 percent; and the heat-transfer 
rate obtained from MACOR hemisphere no. 2, k *■ k (T) , agrees quite well with the 
values of quartz hemisphere no. 2. Quartz he^sphlre no. 2 was being tested for the 
first time in run 11, whereas quartz hemisphere no. 4 had been damaged in previous 
runs and is believed to be less accurate than vguartz hemisphere no. 2. (See appen- 
dix C.) Unfortunately, CFHT run 11 (fig. 13(a)) provided the only opportunity to 
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compare values of heat-transfer rate obtained from the MACOR hemispheres and quartz 
hemispheres. In such a comparison, it is of interest to examine the magnitude of the 
correction required to account for variation in substrate thermal properties. For a 
surface-temperature change AT^ of 140 K (fig. 11(a)), 6g is 1.30 times the value 
at ambient ten^erature f^s,o ^ quartz substrate (appendix A); for a MACOR sub- 
strate, the ratio Ps/0s,o approximately 1.13. The corresponding ratio of heat- 

transfer rate for variable Pg to heat-transfer rate for constant Pg (that is, 

(q)p (T)(t) A4)p (t)) is 1.17 for quartz and 1.08 for MACOR. The magnitude of the 
s / s , o 

correction factor (4)p (t)/^*^^P will be discussed in more detail subsequently. 

s / s , o 

Time Histories of Heat-Transfer Coefficient for 
Thin-Film Hemispheres 

Although the heat-transfer rate varies with time, the stagnation-point heat- 
transfer coefficient ^ 2/^*^aw * where \ 2 ^ ^t V expected 

to be nearly constant with time. (Examination of eq. (13) shows 6^ varies less 
than 0.1 percent for AT^ = 200 K. ) The heat-transfer coefficient for MACOR hemi- 
sphere no. 2 is shown as a function of time for CFHT runs 11 and 13 in figure 14. 

Also shown in figure 14 are predicted values (ref. 40) of the heat-transfer 
coefficient. The results for the low-reservoir pressure test (run 11) show that the 
heat-transfer coefficient is nearly constant (varies less than 1 percent) over the 
time interval of 0.5 to 1.0 sec. In fact, the heat-transfer coefficient remained 
essentially constant up to the last time that data were obtained (t = 1.625 sec), 
corresponding to AT^, = 181 K. For the high-reservoir pressure test (run 13), the 
measured heat-transfer coefficient decreases 5 percent between 0.5 and 1.0 sec, and 
this decrease is nearly linear for 0.3 sec < t < 1.75 sec. This decrease in heat- 
transfer coefficient may be due, in part, to accounting incorrectly for the variation 
of substrate thermal properties with temperature for MACOR. 

The value initially used for the thermal conductivity of MACOR (appendix A) was 
determined by Dynatech R/D Company, Cambridge, Massachusetts, and was limited to a 
range in temperature from 300 K to 400 K; thus, the value of at the high surface 

temperatures experienced during runs 11 and 13 was unknown. The results of figure 14 
suggest that a more accurate determination of k^ for MACOR may be realized by 
superimposing the trend of k with T (see appendix A) measured by Wyle Laborato- 
ries, Hampton, Virginia, onto the value of k deduced for a temperature of 300 K. 

The resulting equation is 


k = 0.013699 8.27529 x 1o"S (26) 


where k is given in W/cm-K and T is given in K. 

The correction factor for MACOR was also modified, as discussed in appendix A 
and represented by equation (A9). The effect of these modifications to the expres- 
sions used to infer heating rates for MACOR substrates is shown ir figures 13 and 14 
by the solid symbols. From fig^ire 13, modified heating rates were observed to exceed 
prediction (ref. 40) by 4 to 7 percent for a range in time from 0.5 to 1.0 sec at the 
lowest value of Pt,l (fi9« 13(a)), whereas prediction exceeds the modified values 
by about 3 to 6 percent at the highest value of Pt,1 13(b)). Turning to fig- 

ure 14, the modified heat-transfer coefficient was observed to be constant to within 
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4 percent for both reservoir pressures and for a range in time from 0.5 to 1.0 sec. 
These f.-cts imply that equations (26), (A3b), (A3c), and (A9) provide a reasonably 
accurate value of the heat-transfer rate over a wide range of for MACOR 

substrates. However, it must be emphasized that the method used to correct for the 
variation in substrate thermal properties is quite crude, and additional study is 
required in this area. 

Time histories of the stagnation-point heat-transfer coefficient for MACOR thin- 
film hemisphere no. 1 in the CF^ Tunnel are shown in figure 15 for three reservoir 
pressures. Values of the heat-transfer rate used to compute the heat-transfer coef- 
ficient were obtained by using equation (A9). From figure 15, MACOR hemisphere no. 1 
reaches the inviscid test core in about 0.2 sec, although the raxe does not reach a 
position 7.62 cm below the nozzle center line until t = 1.36 sec, corresponding to 
t* * 0. The heat-transfer coefficient is relatively constant over the time inter- 
val 0.5 sec < t < 1.0 sec, increasing 4 to 5 percent for the three values of 
reservoir pressure tested. 


Tests With Thin-Film MACOR Dis)cs of Various Thicknesses 

Another possible explanation, in part, for the measured variation of heat- 
transfer coeificient with time is the assumpti»>n that the substrate behaves as an 
infinite slab. This assumption may not be valid for the relatively long test times 
of the present study. To examine the validity of the infinite-slab assumption 
experimentally, MACOR disks of various thicknesses were tested. Each of the five 
disks had a thin-film gage at the center of the front surface confronting the flow 
and a gage at the center of the rear surface, which was shielded from the flow. 

These disks were injected into the flow simultaneously. The measured change in 
surface temperature at the stagnation region is shown in figure 16 as a function of 
disk thickness 9 for various times and two reservoir pressures. These data show 
that 13 approximately constant with thickness for times less than 1 sec for 

both reservoir pressures. For t < 1 sec, the value of AT^^ for the thinnest disk 
( t = 1.27 mm) at a given time exceeds that of the other disks. The effect of this 
increase in on the heat-transfer rate calculated by assuming a semi-inf mite 

slab (eq. (7)) is shown in figure 17. For 1 > 2.54 mm, the heat-transfer rate is 
nearly constant over the time interval from 0.5 to 4 sec (within 3 percent of 
4.6 X 10^ W/m^); whereas for I =* 1.27 ram, the heat-transfer rate increases with 
time. Thus, the measured values of AT^ and heating rates on the front of the disks 
in^ly that the assumption of an infinite slab is questionable for the thinnest disk. 

The ratio of the temperature change on the rear surface to that on the front 
surface is plotted as a function of l/2/a£ in figure 18 for several thicknesses. 

The heat-transfer rate measured on the rear surface is shown in figure 19 as a func- 
tion of time for several thicknesses. The results of figures 13 and 19 show that the 
infinite-slab assumption is valid for substrate thicknesses greater than 3.81 mra for 
the conditions of the present study. This thickness is close to the radius of curva- 
ture of the thin-film hemispheres. Although the substrate thickness normal to the 
thin-film gage on the hemispheres exceeds 3.81 mra, lateral flow of heat My invali- 
date the assumption of semi-inf inite-slab behavior, causing to increase with 

time. The results of figures 14 and 17 tend to imply that the variation of with 

time for the thin-film hemispheres is due primarily to th"> t'ncertainty in the method 
used to correct for the variation in substrate therMl properties for MACOR; the 
hemispherical substrate is believed to behave as a semi-mf mite slab at the 
geometric stagnation point. 
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Flat Plate With Thin-Film Gages 


In order to examine the performance of the thir'-film gages in a low-heating 
environment, the thin-film gagee were tested on a ^ nrp-leading-edge flat plate in 
the CFHT. The heat-transfer coefficient measured at the surface of the plate with 
2 (2 = 6.55 and 9.40 cm) of the 13 thin-film gages or the quartz substrate are shown 
in figure 20 as a function of time. The cnange in substrate surface tenperature *as 
less than 2.8 K for a time interval of 1 sec for both gages. The heat-transfer coef- 
ficient was constant (within 1.7 percent of mean value) for a range in time t 
from 0.3 to 2 sec. For tests involving very small changes in surface temperature, 
the high sensitivity (signal-to-noise ratio) of the thin-film gagi'S enjoys a distinct 
advantage over the thin-s)cin calorimeter gages ^nd, accordingly, are expected to 
provide a more accurate value of measured hca v - rate. 


Thin-Skin Calorimeter Heat-Transfer Gages 

The time variation of the inner ' surf ace temperature of the two continuous thin- 
skin hemispheres and the MACOR hemisphere with an insert is ohown in figure 21. 

These CFHT data correspond to a reservoir stVignation pressure of 11 MPa and are plot- 
ted as a function of time t. Zero time was determined from the o'ltput of the fast- 
response thin-film hemispheres and represents the initial exr ,ure of the hemxspheres 
to the nozzle boundary- layer flow during the insertion process. Also illustrated in 
figure 21 is the time at which the thin-film hemispheres show that the heat-transfer 
coefficient becomes constant (t > 0.325 sec). From figure 21, the inner surface tem- 
perature of the insert in the MACOR hemisphere increase . from 301 K to 395 K over 
the period of time from 0 to 0.9 sec. The surface-temperature change is somewhat 
less for the continuous thin-skin hemispheres over this same period, although the 
data of the MACOR hemisphere and of the thin-skin hemisphere with a shell thickness 
of 1.034 mm are in close agreement from 0 to 0.6 sec. The surf ace-ten^erature time 
history repeats quite well between runs 4 and 13 for the continuous thin-skin hemi- 
sphere having a shell thickness of 1.135 mm. 

Consider equations (2) and (20) in the form 


dT /dt 

^h T ^ - T 

t,2 w 


(27a) 


or assuming that T = T , 

w 1 


p c T __ 
m m eff 


dt 



(27b) 


For small time intervals (At < 0.25 sec), the maximum change in for the thin- 

skin hemispheres is approximately 40 K. From equation (4), the variation in Cj^ for 
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this change in is less than 2*6 percent. If it is assumed that 

and are con.*3tant^ then integration gives 


P ^ 

m eff 


(t 


t ) 
o 



(28) 


Thus, in the absence of conduction effects, the quantity ln[(T^^2 " '^i,o^''^^'^t,2 * 
will vary linearly with time. As discussed in reference 5, data falling below the 
linear fit indicate conduction of heat away from the area of the thermocouple, and 
data lying above the fit indicate a flow of heat into the thermocouple area. Equa- 
tion (28) also shows that the ideal variation of the inner surface temperature with 
time is 


T. 

1 


T 


t,2 


(T 


t,2 


T. )e 

1.0 


(t-t ) 

p C T -- o 
'^m m eff 


(29) 


where "^i,o' ^h' Pm' ^m' '^eff assiimed to be constant. 

Returning to figure 21, the ideal variation of inner surface temperature with 
time for the continuous thin-skin hemisphere with = 1.135 mm and run 13 is shown 

for Tgff = 0.75xjj| and x^ff = Xm« The value of to was selected as 0.35 sec and 
= 900 W/m^-K. These pr-^dicted ideal variations are essentially linear for a range 
of time from 0.35 to 0.65 sec, and the measured diverges from these pre- 

dictions with time. This divergence is indicative of conduction effects. It is 
interesting to note that using the value of measured with a thin-film hemisphere 

in equation (29), assuming x^ff = x^/ provides a much more accurate description 
of the measured T^^ with time than does Xeff ^ 0.75Tin* To establish the time at 
which conduction effects become significant, the wall- temperature — time histories 
for the thin-skin hemisphere with = 1.135 mm and for the MACOR hemisphere 

With an insert are plotted in figure 22 in terms of ln[(T^^2 * Tj^^Q)/(T^^2 " Tj^)] 
against time t* for run 4 (pt^l “ “*1 MPa). The t me t at which time t* was 
set equal to zero was obtained from the in jector- switch output. (For example, 
t* = t - 0.55 sec for run 4.) Conduction effects become measurable for time t* 
greater than 0.1 sec for both thin-skin gages, and the conduction of heat is, natu- 
rally, away from the region of the thermocouple. This detectable loss of heat from 
the region of the thermocouple at time t* in excess of 0.1 sec is less for the 
MACOR hemisphere than for the stainless-steel hemisphere. Based on the results of 
figure 22, values of stagnation-point heat-transfer rate inferred from thin-skin 
gages and presented herein correspond to slopes dT^/dt obtained for a range of t* 
from -0.125 to 0 sec and are believed to be relatively free of conduction effects. 


Results similar to those presented in figure 22 are presented in figure 23 for 
CFHT ran 1, corresponding to p^ = 2.4 MPa. The results of figure 23 stow that the 
MACOR hemisphere does not appear to experience significant conduction effects for 
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times t* up to approximately 0.3 sec. However, condrction effects are evident for \ 

the thin-skin hemisphere for times t' greater than 0.1 sec, as was also observed at i 

higher reservoir pressure. 1 


Comparison of Stagnation-Point Heat-Transfer Rates From 
Thin-Film and Thin-Skin Hemispheres 

Values of the stagnation-point heat-transfer coefficient <3t,2/^'^t 2 “ 
measured with the thin-film hemispheres and the thin-skin hemispheres in both wind 
tunnels are shown in figure 24 as a function of ^/r . For the CFHT data, the 

stagnation-point heat-transfer rate 2 surface temperature for the thin- 

film hemispheres correspond to a time t* equal to -0.125 sec; values of q^ 2 
the thin-skin hemispheres correspond to the slope dT^/dt obtained over the time 
interval t’ from -0.125 to 0 sec. The surface temperature for the thin-skin 

hemispheres corresponds to the thermocouple readout at t* = 0. For the CF^ Tunnel 
data, the heat-transfer coefficient for the thin-film hemispheres was evaluated at 
a time t of 0.4 sec; the slope dTj^/dt for the thin-skin hemisphere was obtained 
from a second-order fit over a o. 4-sec time interval. The minimum time for this 
interval corresponds to the time at which the thin-film hemispheres show that the 
hemispheres have passed through the nozzle boundary layer and are traveling within 
the inviscid test core. The effective skin thickness was used in equation (2) 

to compute the heat-transfer rate for the thin-skin hemispheres. Heat-transfer rates 
for the MACOR thin-film hemispheres correspond to equations (A3b), (A3c), and (26) 
for Bg and to equation (A9) for the correction for variation in substrate 
properties. 

Also shown in figure 24 are values of the stagnation-point heat-transfer coef- 
ficient measured on a 10 . 16-cm-diameter, continuous thin-skin sphere model. This 
model was tested in the Langley 20-Inch Mach 6 Tunnel (ref. 32) over a wide range of 
reservoir pressure as part of another study (unpublished) and also in the CF^ Tun- 
nel. Results from this 10 . 16-cm-diameter sphere are presented in figure 24 for com- 
parison purposes, and are summarized in the following table for the tests performed 
in the 20-Inch Mach 6 Tunnel: 


Pt,2' 

kPa 

I 

, ^ 1 

Pt.2 (£a\2 

T , K 
w' 


S' 

W/m^-K 

Ch of 
ref. 40 
W/m^-K 

r ' i m / 
g \ / 

6.13 

347.4 

301.5 

504.3 

105.5 

105.1 

11.51 

477.5 

300.4 

492.6 

143.0 

143.5 

53.78 

1028.9 

305.4 

490.7 

306.7 

309.8 

98.08 

1389.5 

315.9 

504.0 

427.8 

420.2 


This table shows that measured values of at the stagnation point of this large 

sphere are predicted to within 2 percent by the method of reference 40 for the ideal- 
air flow of the 20-Inch Mach 6 Tunnel. 
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The results obtained in the CFHT are compared with prediction (ref. 40) in fig- 
ure 24. This prediction corresponds to rg = 4.064 mm, Ma> = 10, T^ = 400 K, and 
Tt 2 ~ value of T^ represents a mean value, and it should be noted that 

increasing from 300 K to 500 K changes the predicted value of only 0.5 per- 

cent. In view of the uncertainties associated with the present measuremencs (appen-* 
dix C), the agreement between the values of heat-transfer coefficient obtained with 
the ^ hin-film hemispheres and MACOR hemisphere with an insert is quite good (within 
approximately 5 percent:). The values of from these hemispheres also agree to 

within 5 percent of prediction (ref. 40) for the present range of /p^ 2^^g* 
Relatively poor agreement exists between the continuous thin-skin hemisphere and the 
other hemispheies. Values of Cy^ inferred from the continuous thin-skin hemisphere 
are approximately 30 percent less than predicted values. Because the thin-film and 
thin-skin hemispheres have essentially the same diameter, any effects due to vibra- 
tional nonequilibrium (ref. 43) or to viscosity (Reynolds number) should be of about 
the same magnitude for both types of gages. Thus, nonequilibrium and viscous effects 
are not expected to contribute to the discrepancy observed in figure 24 between the 
continuous thin-skin hemisphere and the other hemispheies. 

The primary reason for the large difference between predicted Cy and measured 
with the continuous thin-skin hemisphere and measured with the other hemi- 

spheres is attributed to the nose geometry of the continuous thin-skin hemisphere. 
Measurements of the outer surface contour on an optical comparator (fig. 3) revealed 
that the nose region of the continuous thin-skin hemisphere was flattened. This may 
also be the case for the inner surface; that is, the shell is not spherical in the 
stagnation region. For the case of a flattened nc^c, the geometric curvature cor- 
rection factor 0 ) foi the element of the shell in the vicinity of the thermocouple 
will approach the value for a disk, which is unity. Hence, the true value of t^ff 
IS expected to be larger than that computed, assuming a spherical nose (eq. 5(a)). 
thus yielding a higher value of the heat-transfer coefficient. This effect, coupled 
with the decrease in the stagnation-region velocity gradient due to the flattened 
nose, IS believed to cause the heat-transfer coefficient to be too small for the 
continuous thin-skin hemisphere. 

The CF^ data provide an opportunity to compare the results for the small hemi- 
spheres with those for the large sphere for the same flow conditions (free-stream 
quantities, free-stream turbulence level, and flow-contamination level). For the 
sake of comparison, values of predicted by using the method of reference 40 are 

shown in figure 24, where the inputs represent the present CF^ flow conditions. The 
values of Cy measured on the large sphere agree to within 10 percent of this quasi 
CF^ prediction (the correlations of ref. 40 are based on air properties), whereas 
values of Cy, measured with the MACOR thin-film hemispheres are 15 to 20 percent 
lower than this prediction. This larger discrepancy with the hemispheres may be due 
to vibrational nonequilibrium c^ffects. For vibrational equilibrium flov; to exist in 
the shock layer, the relaxation distance must be less than the snock-detachment 
distance. This implies that the vibrational relaxation time must be less than 
3.5 V 10“^ sec to provide equilibrium flow in the post-normal shock region of the 
small hemisi>heres for the present CF^ test conditions. This relaxation time is close 
to the value given in reference 44 for CF^ flow at a Mach number of 6. Thus, there 
IS a high probability that vibrational nonequilibrium flow existed within the shock 
layer of the small hemispheres, which would tend to decrease the value of stagnation- 
point heat-transfer rate. 
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CONCLUDING REMARKS 


A comparison of thin-film resistance heat-transfer gages ^ developed for use in 
supersonic-hypersonic impulse facilities having run times less than 0.01 sec, with 
thin-skin transient calorimeter gages has been performed in the Langley Continuous- 
Flow Hypersonic Tunnel (CFHT) and in the Langley Hypersonic CF^ Tunnel (CF^ Tun- 
nel). Thin-film gages deposited at the stagnation region of small (8. 1-mm- diameter) 
hemispheres of quartz or of a machinable glass-ceramic provided a test of durability 
and performance in the high -temperature environment of these two wind tunnels. The 
poriormance of these gages at much lower temperatures and heat-transfer rates was 
examined by installing the gages flush with the surface of a sharp-leading-edge flat 
plate. Also tested were 6. 1-mm-diameter hemispheres utilizing the thin-skin tran- 
sient calorimetry technique generally employed in conventional hypersonic wind 
tunnels. Two different methods of construction of these thin-skin hemispheres were 
tested. One hemisphere was a thin shell of stainless steel with a thermocouple 
attached to the inner surface at the stagnation region. The other hemisphere was 
fabricated from a machinable-glass-ceramic and had a small stainless-steel insert, 
with a thermocouple attached to the backside, installed at the stagnation region. 

The thin-film and thin-skin heat-transfer gages were tested at a nominal free-stream 
Mach number of 10, a range of reservoir pressure from 2.4 to 11 MPa, and a reservoir 
temperature of 990 K in the CFHT; and at a Mach number of 6.2, they were tested in 
the CF^ Tunnel for a range of reservoir pressure of 7 to 17 MPa and a reservoir tem- 
perature of 680 K. Five hemispheres were installed in a survey rake and injected 
into the tunnels so that all five experienced the flow simultaneously. Measured 
values of heat-transfer rate from the different hemispheres were compared with one 
another and with predicted values. 

The present study demonstrated the feasibility of using thin-film resistance 
heat-transfer gages in conventional hypersonic wind tunnels over a wide range of 
conditions. These gages offer the following advantages over the transient calorim- 
eter continuous thin-skin gages: (1) The fast response provides a detailed time 

history of the heat-transfer rate. Thir Ime history allows the passage of the model 
through the nozzle boundary layer to be uonitored during the insertion process, and 
it provides information on the flow establishment over the model and the steadiness 
of the flow. (2) Their high sensitivity allows the same gage to be used for a wide 
range of surface heat-transfer rates. (3) Many gages can be deposited in a small 
area without concern for conduction effects or large corrections to determine the 
effective skin thickness. (4) Since the gages are deposited on the outer surface, 
their location can be accurately determined. (5) Thin-film gages eliminate the need 
to measure a skin thickness to an accuracy of 0.015 mm, sometimes an in^ossible feat 
on a complex model. The primary disadvantages of the thin-film gage are its suscep- 
tibility to damage when facing the flow and the large corrections required to account 
for the variation of substrate thermal properties with temperature. Using a thin- 
skin insert in an insulator also provides advantages over the continuous thin-skin 
gage. For example, it reduces conduction effects, decreases correction for the 
effective skin thickness, allows for more accurate measurement of skin thickness 
regardless of model complexity, permits more accurate location of the gage on the 
model surface, simplifies model fabrication and thermocouple installation, and allows 
variation of the thin-skin thickness over the model according to expected heating 
rates, thereby optimizing output. The thin-skin insert does not furnish a detailed 
tine history or have the sensitivity of a thin-film gage, and it has the disadvantage 
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of producing a discontinuity in the suriL jice finish and the surface temperature. 
Values of heat-transfer coefficient measured with the thin-film hemisphere and 
machinable-glass-ceramic hemisphere with an insert agreed to within 5 percent of 
one another and with predicted values. 


Langley Research Center 

National Aeronautics and Space Administration 
Hampton, VA 23665 
October 9, 1981 
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APPE14DIX A 


EFFECT OF THE VARIATION IN SUBSTRATE THERMAL PROPER TIES OF 
THIN-FILM RESISTANCE GAGES ON INFERRED HEAT-TRANSFER RATE 

In the derivation of the basic equation used to deduce the heat-transfer rate 
from a change in surface tenperature measured with a thin-film resistance gage 
(eq« (6)), substrate thermal properties were assumed constant. For the high surface 
temperatures experienced by the thin-film hemispheres tested in the CFHT and CF^ 
Tunnels, this assumption is not valid. From equation (6), it is seen that the prod- 
important, rather than the separate quantities pg, Cg, and kg; 
thus, the variation of pg (defined as ^Ps^s^s ^ teirperature must be accurately 

known to minimize the uncertainty in deduced heating rate at high surface ten^era- 
tures. Unfortunately, the problem goes beyond knowing the variation of Pg with 
temperature since the heating rate determined from equation (6) or (7) cannot be 
corrected accurately for variation in substrate thermal properties by simply multi- 
plying by this appendix, methods for correcting the heat-transfer 

rate for variable substrate properties will be discussed, along with the procedure 
used to determine the quantity pg as a function of temperature. 


Thermal Properi.es of Substrate Materials 

The temperature dependence of density p, specific heat c, and thermal con- 
ductivity k for Pyrex 7740, quartz, and MT' "OR are discussed in this section. 
Although Pyrex was not used as a substrate in the present study, it is probably the 
most commonly used substrate material. Accordingly, several methods for correcting 
equation (6) for the variation of substrate properties used Pyrex to obtain correc- 
tion factors. (See refs. 11 and 22.) For this reason, Pyrex 7740 is considered 
along with quartz and MACOR. 

Equations for k, c, and p as a function of temperature were obtained for 
Pyrex 7740 and quartz by applying curve fits to the data of references 11 and 45. 
These equations are given as follows with 297 K < T < 600 K: 

Pyrex 7740: 


K = 1.51458 X 1o”^ - 5.90677 x 1o"^T + 1.81645 x 10~^T^ W/cm-K (Ala) 

c = -8.54140 X 10"^ + 4.28391 x 1o"^T - 5.74919 x 10"®T^ 

-9 3 

+ 3.10468 X 10 T W-sec/g-K (Alb) 

p = 2.227 g/cm^ (Ale) 


Quartz ; 


k = 3.08379 X 10“^ - 1.16501 x lO'^T + 2.06385 x 1o“^T^ W/cm-K 


(A2a) 
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c = -7.94345 X 10 + 3.92507 x 10 T - 4.50433 x 10 T 

+ 1.89858 X 10"\^ W-sec/g-K (A2b) 

p = 2.1925 g/cm^ (A2c) 

The equations for specific heat c for Pyrex and quartz (eqs* (Alb) and (A2b), 
respectively) represent curve fits to the data of references 11 and 45; equations for 
thermal conductivity k for Pyrex and quartz (eqs* (Ala) and (A2a)/ respectively) 
represent curve fits to the data of reference 11 only. The data of reference 11 were 
obtained by subjecting platinum films painted on Pyrex and q>iartz substrates to a 
square-current pulse. This technique yielded the product pck, and the values of 
k were determined by using available specific-heat data and the density p. The 
electrical-discharge technique is commonly used to determine p, since diffusion of 
film material into the substrate during the film deposition and firing process may 
significantly change the thermal properties of the substrate (ref. 11); that is, the 
bulk values of c and k are not applicable. The data of reference 45 represent 
an assembly of thermal properties from a number of sources and are bulk values. The 
equation for specific heat c for Pyrex (eq. (Alb)) agrees to within 1.7 percent 
of the data of references 11 and 45, and equation (A2b) for quartz agrees to within 
1.5 percent for 295 K < T < 600 K. The data of reference 11 were obtained for 
297 K < T < 447 K; hence, the expressions for k correspond to this temperature 
range. However, values of k from these expressions corresponding to T > 447 K 
fall within the c’ata scatter of reference 45 for tenperatures up to 600 K; thus, 

equations (Ala) and (A2a) are believed to be valid for 295 K < T < 600 K. 

Although actual values of B may be quite different from bulk values for 
Pyrex, the actual values of p for bulk properties of quartz are in close agree- 
ment with the value obtained by using the discharge technique (refs. 2 and 11). 

In general, the value of P for quartz at a temperature of 295 K ranges from 1510 to 
1535 W-sec^^^/m^-K in the literature. For this tenperature of 295 K, equations (A2) 
yield a value of p equal to 1525 W-sec^^^/m^-K, which is within 0.2 percent of the 
mean value inferred from the literature. Hence, the uncertainty in the inferred 
heat-transfer rate due to the uncertainty in Bs,o temperatures is believed 

to be less than 1 percent for quartz. 

The possible loss of accuracy associated with the variation of substrate thermal 
properties during a test makes the use of alternate substrates, such as ceramics, 
worthy of investigation. For example, the variation of P for beryllia is less than 
1 percent for a temperature change of 160 K (ref. 2). In the present study, MACOR, a 
glass-ceramic that may be safely machined with conventional metal-woiking tools and 
techniques (ref. 34), was used as a substrate. MACOR consists of a highly inter- 
locked array of plate-like mica crystals dispersed throughout a g] ^ y matrix and is 
referred to as Code 9658. 

The thermal product p for MACOR was determined initially from the following 
equations: 


For 300 K < T < 400 K, 


k =* 0.01614 W/cm-K 


(A3a) 
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For 295 K < T < 673 K, 


c 


—3 2 —S 3 

0.19353 + 3.34813 x 10* T - 1.00161 x 10 T + 2.81125 x 10 T 

- 4.24805 X + 2.33433 x W-sec/g-K 


(A3b) 


For 298 K < T < 773 K, 

p = 2.54384 - 8.0 x lo'^T g/cm^ 


(A3c' 


The variation of /p_c„k //p c k with temperature is shown in figure 25 for 
MACOR, as well as for Pyrex and quartz. 

Unlike the value of 6 for quartz (eqs. (A2)), the value of p for MACOR 
(eqs. (A3)) represents bulk properties only. The expressions for density and 
specific heat for MACOR represent curve fits to data obtained from private communica- 
tion with the author of reference 34 and from analysis of samples sent to Dynatech 
R/D Company (unpublished data). The values of specific heat from these two sources 
agree to within 1 percent for a range of tempe* j^ure from 295 to 420 K. The value of 
thermal conductivity k of MACOR at ambient =uiperature (T « 300 K) represents an 
average of the value presented in reference 34 (0.168 W/cm-K) and that measured at 
Dynatech R/D Company by using the comparative method (0.155 W/cm-K). This compara- 
tive method revealed that the thermal conductivity of MACOR is essentially constant 
between 295 K and 420 K. However, tests performed by Wyle Laboratories on the same 
MACOR sample and using the con^arative method showed a 6.2-percent increase in 
thermal conductivity with increase in temperature from 316 K to 453 K. 

A fourth source of thermal propertie-. for MACOR was provided by Theodore R. 
Creel, Jr., of the Langley Research Center. The thermal product 3 was inferrad for 
quartz and MACOR samples by using the step-input heat-rate method described in 
reference 46. The results of these measurements are presented in figure 26, where 
3 is plotted as a function of temperature. The measurements are represented by 
first-order and second-order cvirve fits to the data; also shown in figure 26 are 
values of 3 for quartz predicted from equation (A2) and values for MACOR predicted 
from equations (A3b), (A3c), and (26). Measured values of 6 using the method of 
reference 46 are approximately 2.5 to 7 percent less than predicted values for quartz 
and are 4 to 7 percent less than those predicted for MACOR* Because the same 
procedure was used to infer 3 for quartz and MACOR and the values predicted for 
quartz are believed to be quite accurate, the results of figure 26 imply that 
equations (A3b), (A3cl, and (26) provide a reasonably accurate value of 3 for bulk 
MACOR. 


It should be noted that the thermal product B for MACOR has been determined 
experimentally at Calspan Advanced Technology Center, Buffalo, New York, by using 
electrical pulses through platinum films painted on MACOR buttons. (The unpublished 
results of this study performed at Calspan were furnished to the author by Charles E. 
Wittliff of Calspan.) In order to obtain information on the quality control of the 
glass-ceramic material, the buttons were fabricated from different manufacturing 
batches. These tests yielded a mean value of p equal to 2008 W-sec^^^/m^-K with a 
standard deviation of 5 percent. For a temperature of 298 K, the value of fl from 
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equations (A3) is 1765 U* sec^^^/m^-K; hence, a discrepancy of 14 percent exists 
between equations (A3) and the Calspan data for the vc lue of p for MACOR at room 
tenperature. 

The value of 6 obtained from equations (A3) for MACOR represents a bulk prop- 
erty, whereas the value from the Calspan study accounts for any variation in sub- 
strate thermal properties that may occur during the curing process. These changes 
are attributed to a diffusion of the metallic thin film, painted on the surface of 
the substrate, into the substrate material when the gage is cured at temperatures up 
to 950 K. This curing is performed to provide a bond of tne film to the substrate. 
The fabrication of the present gages differs from the procedure used at Calspan. The 
film is sputtered onto the surface of the substrate and the gage is subjected to a 
lower temperature. For the present method of fabrication, the change in substrate 
thermal properties from bulk values may be much smaller than that observed in the 
Calspan study. 


Correction Factor Accounting for Variation in Substrate 
Properties With Temperature 

Noting that the diffusivity a was only slightly temperature dependent for 
AT_^ < 150 K, Hartunian and Varwig (ref. 11) obtained an approximate correction fac- 
tor for heat-transfer rate that accounts for variation in thermal properties for 
Pyrex 7740 and quartz substrates. This correction has the form 


(q) 

(q) 




s,o 


1 + b 




(A4) 


where T^ and T^ are given in K, b = 4.73 for Pyrex, and b = 1.75 for quartz. 


This correction factor is shown in figure 27 for Pyrex and quartz, where the 
ratio of heat-transfer rate for variable substrate properties to heat-transfer rate 


for constant properties (q) 


Pg(T) 


/(q) 


is plotted as a function of change in 


s ,o 


surface temperature AT^ • 'fhe results of figure 27 show that the coriection factor 
required for a quartz substrate is less than that for Pyrex. The correction factor 
for Pyrex is significant (greater than 5 percent) for ten^erature changes in excess 
of 15 K, conpared with 45 K for quartz. This is one of the primary reasons quartz 
is frequently selected over Pyrex as the substrate material for heat-transfer 
gages. Another reason is that the thermal properties for quartz are well documented, 
and discrepancies between experimentally observed values of the thermal product and 
theoretical values are less for quartz, as will be discussed subsequently. 


Cook (refs. 22 and 23) performed a theoretical study of the effect of variable 
thermal properties on the heat-transfer rate deduced from surf ace- temperature 
measurements. Values of the heating rate were confuted rigorously for Pyrex 7740; 
the thermal properties of Pyrex 7740 were obtained from the measurements of Hartunian 
and Varwig (ref. 11). The thermal conductivity k^ was assumed to vary linearly 
with teraperatur 5 (refu 16); that is, a linear curve fit was applied to the data of 
reference 11. Computations were performed for two boundary conditions, corresponding 
to a step change in temperature (0 * Constant), as observed on the wall of a shock 


34 



APPENDIX A 


tube for laminar boundary layer, and to a constant heat-transfer rate for which the 
surface-temperature changes as /t(4> « /t). The results of these computations were 

plotted in references 22 and 23 in terms of (4)p against surface 

s s , o 

temperature, and these curves are also shown in figure 27. Correction factors 
computed by Cook for Pyrex are 6 to 7 percent less than those estimated by Hartunian 
and Varwig (ref. 11) between values of of 100 K and 150 K. As discussed in 

reference 2, no straightforward technique exists for correcting for variable thermal 
properties except for the cases where <5(t) = Constant and q{t) « and even 

in these simple cases large discrepancies exist between the corrections recommended. 

As observed in figure 27, values of (q)^ computed by Cook 

s s , o 

(refs. 22 and 23) for Pyrex vary linearly with change in surface temperature. This 
variation for the boundary condition corresponding to a constant heating rate 
(4) « /£) is given by the relation 


(q)p 

s s , o 


1 + 0.00233 AT ,(t) 
w 


(A5) 


By assuming that this ratio of heating rates also varies linearly with AT^(t) for 
quartz for a value of AT^ less than 200 K, then 


quartz = 


AT 


(1 + 0.00233 AT ) 


(p /P ) 

s s,o quartz 


w'(p /R )^ 

s s,o Pyrex 


(A6) 


where 6s/^s,o ^ function of AT^. The values of Ps/Ps,o required to determine 

the slope s for quartz in equation (A6) were determined from equations (A1) and 
(A2). Althou^ the slope s for quartz determined from equation (A6) is a function 
of ATy,, the maximum error in the correction factor for ATy, from 100 K to 200 K is 
less than 2 percent for a constant value of s equal to 0.0012. Thus, the ratio of 
heating rates for quartz is given by the relation 


(q)p (t) - 1 + 0.0012 AT^(t) (A7) 

S 8,0 

An independent estimate of the slope for quartz of 0.001 was obtained from William J. 
Cook via private communication (author of refs. 22 and 23). At ATy^ = 150 K, the 
ratio of heating rates or correction fac^ior corresponding to this slope of 0.001 is 
within 2.6 percent of that from equation (A7). 

From figure 27, the correction factor for quartz inferred from Cook's correction 
factor for Pyrex (eq. (A7)) is observed to be in close agreement (within 2.2 per- 
cent for the range of ATy^ in fig. 27) with that derived by Hartunian and Varwig 
(ref. 11). Equation (A7) was used to correct the value of heating rate calculated 
from equation (7) with P constant for thin-film gages having quartz substrates in 
the present study. 
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The present 
rate obtained by 
flow condition. 


study provided an opportunity to compare values of heat^transf er 
using quartz and MACOR substrates for a given model geometry and 
By assuming that the value of Pg^o ratio 


8^0 


are well known for quartz, this comparison should provide an insight to the correct 
values for MACOR. A similar study was performed in the Langley Expansion Tube when 
thin-film gages on a MACOR substrate were tested on the center line of a sharp- 
leading-edge flat plate. Thin-film gages located fore and aft of the MACOR substrate 
were deposited on quartz substrates. For the 200-[isec test period, the surface- 
teiT^jerature increase was less than approximately 5 K. By using the values of Pg^o 
from equations (A2) for quartz and from equations (A3) for MACOR, a relatively 
smooth, monotonic decrease in heat-transfer rate with distance from the leading edge 
was observed for the three substrates. Thus, it was concluded that equations (A3) 
provided a reasonably accurate value of Pg^o MACOR. 


Data obtained in this study with the MACOR thin-film hemispheres were initially 
reduced by using the value of thermal conductivity given in equation (A3a) and cor- 
rection factors ( (4) p(»r)/(4)p ) derived in the same manner as those for quartz 

s , o 

(that is, eq. (A6), where quartz is replaced by MACOR). This method resulted in such 
a small value of the slope that the correction factor was within 1 percent of unity 
for teirpeiature changes AT^ up to 200 K* After the initial analysis of the present 
data for the MACOR hemispheres, the thermal conductivity of MACOR was given a 
temperature dependence (cq. (26)). Also, the procedure for obtaining the correction 
factors was revised, since the variation of Pg with AT^^ for MACOR relative to 
that for Pyrex 7740 differs from the variation of quartz. (See fig. 28.) Thus, 


^MACOR 


r 


quartz 
^ Pyrex 


(p /a ) 

s s,o quartz 


Pyrex 


(A8) 


where Spyrex “ 0.0023 per K, Squartz “ 0.0012 per K, and the mean value of the 
quantity in the bracket for AT^ between 50 K and 150 K was used. The resulting 
relation for the correction factor for a MACOR substrate is 


(q)p(^)(t)/(q)p (t) - 1 + 0.0006 AT^(t) 

s , o 


(A9) 


It imist be ert^hasized that equation (A9) represents a crude method for correcting for 
the variation of thermal properties for MACOR. Additional study is required in this 
area if reliable values of ^4)p(*p) MACOR substrates at AT^ > 5C K are to be 

obta^ ned. 
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CALIBRATION RESULTS FOR THIN-FILM GAGES BEFORE, DURING, 

AND AFTER TESTS IN THE CFHT 

Calibration data, in terms of thin-film gage resistance as a function of temper- 
ature, are shown in figure 29 for the two MACOR hemispheres and for two quartz hemi- 
spheres. These calibrations were made before, during, and after the present tests 
and the gage current was 1 mA. Tn figure 29(a), the variation in gage resistance 
for a tenperature change from 298 K to 353 K is shown for MACOR hemispheres nos. 1 
and 2. Calibration data obtained prior to any testing in the CFHT are represented 
by the circles, and the square symbols represent data obtained midway through the 
test :: ^^ries. (At the midpoint, MACOR hemisphere no. 1 had been tested four times 
and MACOR hemisphere no. 2 six times.) Other symbols denote calibration data 
obtained after the tests were conpleted in the CFHT. The results of figure 29(a) 
show that MACOR hemisphere no. 1 experienced a 45-percent change in slope dR/dT and 
a 6.3-percent change in after four tests; MACOR heinisphere no. 2 changed 28 per- 

cent in dR/dT and 3.J percent in ap. Calibrations performed after the test series 
revealed that both MACOR hemispheres experienced an 8-percent change in dR/dT and a 
2.3- to 3.2-percent change in between the midtest calibration and this post-test 

calibration. The calibration results of figure 29(a) demonstrate that the palladium 
films were annealed by exposure to the high-tenperature flow of the CFHT. (Annealing 
metal films generally results in a lowering of the resistance.) 

Thin-film resistance measured prior to each run in the CFHT and CF^ Tunnel is 
presented in the following table for both MACOR hemispheres and the quartz hemi- 
sphere no. 4: 


Tunnel 

Run 

MPa 

O' 

Measured 

Rq# 0 , for hemisphere - 

MACOR no. 1 

MACOR no. 2 

{^artz no. 4 

CFHT 

1 

2.4 

300.4 


207 


CFHT 

2 

2.4 

302.1 


208 


CFHT 

3 

5.1 

303.2 

224 

208 


CFHT 

4 

11.0 

302.6 

174 

181 


CFHT 

6 

2.4 

500.4 

165 

168 

124 

CFHT 

7 

5. 1 

301.5 

165 

168 

139 

CFHT 

11 

2.4 

299.3 


166 

142 

CFHT 

12 

2.5 

298.2 

164 

166 

145 

CFHT 

13 

11.3 

296.5 

163 

165 


CF 4 

645 

7.5 

300.4 

145 

150 


CF 4 

646 

11.2 

300.9 

146 

151 


cfJ 

647 

16.6 

302.6 

CO 

154 



The resistance measured for MACOR hemisphere no. 2 remained 

first two tests in the CFHT at low-reservoir stagnation pressure 
decreased approximately 15 percent after the test at Pt,i “ 
decreased 24 percent from the prerur 1 value after a test at the 


unchanged after the 
Pv^i; however, 

5.2 MPa and 
highest reservoir 
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pressure, Pt,1 MPa* The resistance remained relatively unchanged for the 

remaining CFHT tests and remained essentially constant for the three tests in the 
CF^ Tunnel. MACOR hemisphere no. 1 experienced the same Lrend. The results of fig~ 
ure 29(a) and the values of R^ in the previously given table illustrate that the 
MACOR hemispheres were not conditioned properly for testing in the CFHT. However, 
for CFHT runs 11, 12, and 13, these results imply that the uncertainty in heat- 
transfer rate determined for MACOR hemispheres nos. 1 and 2 due to the uncertainty in 
is less than 3 percent. (It should be noted that because of an incorrect set- 
ting on the differential amplifiers, heat-transfer rates to the hemispheres contain- 
ing thin-film gages were measured successfully only for the last three runs (11, 12, 
and 13) of this series.) 

Calibration results for quartz hemispheres nos. 2 and 4 are presented in fig- 
ure 29(b). The quartz hemispheres used in this study were initially calibrated 
(series 1, of fig. 29(b)) between 297 K and 505 K. Quartz hemisphere no. 2 was 
calibrated twice before being tested and was destroyed during its initial test 
(run 11). Unlilce quartz hemisphere no. 2, hemisphere no. 4 had survived two previous 
tests before being calibrated the second time (series 2, of fig. 29(b)). As shown in 
figure 8, hemisphere no. 4 suffered some damage during its initial test. From the 
initial calibration data presented in figure 29(b), a marked difference is observed 
between the ascending and descending (denoted by flagged syrabols) values of resis- 
tance R for a given temperature T, indicative of annealing. The variation of R 
with T becomes nonlinear for T > 422 K during the ascent phase of the calibra- 
tion, but it is nearly linear for the descent phase over the ten^erature range from 
505 K to 297 K. The results for the second calibration performed on quartz hemi- 
sphere no. 2 for a temperature range from 297 K to 353 K are in good agreement with 
the descending phase of the first calibration. Thus, a conditioning of this hemi- 
sphere occurred during the first calibration to a relatively high temperature, and 
the gage resistance at a temperature of 297 K remained essentially constant between 
the two calibrations. Quartz hemisphere no. 4 experienced the same trend as 
hemisphere no. 2 during the initial, high-temperature calibration, although the 
variation in resistance for a given temperature was not as pronounced. Tbe results 
of figure 29(b) again demonstrate that the thin-film gage must be annealed at high 
temperatures prior to calibration and testing. 

The increase in resistance for a given ten^erature between the two calibrations 
for quartz hemisphere no. 4, as shown in figure 29(b) and in the previous table, is 
attributed primarily to the erosion of the palladium leads between the serpentine 
pattern and the silver leads during the first test. This erosion results in the lead 
resistance no longer being small compared with the resistance of the serpentine 
pattern, thereby increasing the resistance between the silv.^r leads. 

Following the last test in the CFHT, MACOR hemispheres nos. 1 and 2 were cali- 
brated between 297 K and 380 K to obtain a value of to compare with the value 

obtained in previous calibrations, and then they were calibrated twice from 297 K to 
505 K. The results of these post-test calibrations are shown in figures 29(c) and 
29(d) for MACOR hemispheres nos. 1 and 2, respectively. The ascending and descending 
results for MACOR hemisphere no. 2 (fig. 29(d)) are in close agreement, however, the 
resistance for hemisphere no. 1 is less during the descending phase of the first 
high-temperature calibration (fig. 29(c)), but it is in good agreement during the 
second high-tenperature calibration. The data of figures 29(c) and 29(d) illustrate 
that hemisphere no. 2 was conditioned during the nine testa .n the CFHT, whereas the 
conditioning received by hemisphere no. 1 during six tests including two at the 
highest reservoir pressure) was not as complete. 
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Comparison of the post CFHT calibrations with the post CF^ Tunnel calibrations 
showed that neither MACOR thin-film hemisphere experienced an appreciable change in 
gage properties due to the three CF^ tests. The MACOR hemispheres were ca brated 
twice after the CF^ tests, the first with an oil bath and the second with an air 
oven. These two methods of heating the gages were used to determine if ohmic effects 
might possibly be revealed by the different thermal conductivity of the oil, compared 
to air, and to compare th> data scatter associated with each method. For both hemi- 
spheres, the resistance mec^sured during the descending lase of the calibration in 
the oil bath was within 0.7 percent of that measured dux’ing the ascending phase of 
the calibration in the oven f^^* a given temperature^ 


For the present tests, the excitation current was maintained below 1 mA. The 
reason for such low excitation currents was to minimize ohmic (I^R) heating of the 
thin film and the corresponding temperature gradient in the substrate. To illustrate 
this point, calibration data are shown in figures 30(a) and 30(b) for two quartz 
linders having a thin-film gage deposited at the center of t''e face, 
(nos. 50 and 51) were selected from a batch of 70 such gages to be sub- 


flat-faced 
These gages 
jected to a 


range of current from 0.7 to 20 mA. From figure 30(a), the value 


of Ur for gage no. 51 remains essentially constant (within 0.2 percent) as the 
current is increased from 0.7 to 5 mA; however, a pronounced increase in ap occurs 
as the current is increased to 10 mA, indicating an effect of ohmic ht'ting. For 
gage no. 50 (fig. 30(b)), up varies approximately 2.5 percent as the current 
is increased from 0.7 to 5 mA. riio quality of the calibration data for gage no. 50 
deteriorates rapidly as the current is increased above 5 mA. These and similar cal- 
ibration data lead to the establishment of the maximum allowable current being 2 mA. 


After completion of the present tests in the CFHT, MACOR hemisphere nos. 1 and 2 
were examined for ohmic heating effects (figs. 30(c) and 30(d), respectively). 
Although the resistance at a given temperature increased for values of the current 
greater than 10 mA, corresponding values of ap varied less than 1.3 percent over 
the range of from 1 to 20 mA for both hemispheres. Values of stagnation-point 

heat-transfer rate inferred from the hemisphere thin-film gages correspond to excita- 
tion currents less than 0.8 mA, and the current used during tht test with the flat- 
plate model was less than 0.8 mA. The results of figure 30 demonstrate that for such 
low levels of current, ohmic heating effects or ap are negligible. 
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FACTORS CONTRIBUTING TO UNCERTAINTY IN HEAT-TRANS^FR RATE INFERRED FROM 
THIN-FILM RESISTANCE GAGES AND THIN-SKIN CALORIMETRY GAGES 

As in most experimental studies, a number of factors may contribute to the 
uncertainty associated with the measurement* The purpose of this appendix is to list 
and briefly discuss factors that may contribute to the differences observed between 
the thin-film hemispheres, thin- skin hemispheres, and prediction. (A detailed study 
of each factor is beyord the scope of this report. However, several factors were 
discussed in some detail in a previous section entitled "Data-Reduction Procedure for 
Heat-Transfer Gages.") 

The primary uncertainties contributing to errors in heat-transfer rate inferred 
from the thin-film hemispheres are given as follows: (1) the value of fig, (2) the 

value of (3) the measured voltage output of AE of the circuit, (4) the 

correction for current I variation during the test, (5) the correction required to 
account for the variation in substrate thermal properties with temperature, (6) the 
loss of infinite slab behavior for the substrate, (7) the fact that a serpentine 
thin-film element measures a resistance change corresponding to a stagnation region 
and not a point, and (8) the fact that the resistance of the palladium leads is not 
negligible compared with the resistance of the sensing elements. The primary 
uncertainties contributing to errors in values of inferred from the thin-skin 

hemispheres are given as follows: M) measured skin thickness, (2) value of 

(3) method used to determine the slope dTj^/dt, (4) selection of T^ for determin- 
ing 2 ” *^w^' conduction effects, (6) nose geometry, (7) the geometric 

correction to^detei*mine the effective skin thickness, and (8) for the hemisphere with 
an insert, the effect of a surface-teiiperature discontinuity due to the different 
thermal properties of the insert and the MACOR hemispheres. 


Thin-Film Gages 

The maximum uncertainty in ap is believed to be less than 3 percent, since 
these gages were calibrated before and after the first series. Because the thin-film 
resistance was small compared with the ballast resistance in the electrical circuit, 
the current was essentially constant during the test. (The correction applied to 

2 variation in current was less than 2.2 percent.) Ohmic heating effects are 

negligible for the present low levels of current through the film. The differential 
amplifiers were calibrated prior to the present tests, and the voltage output from 
the circuxt was of a sufficient level to assure a high degree of accuracy with the 
recording system; thus, the overall uncertainty in the measured millivolt output is 
believed to be within approximately 1 percent. As discussed previously, the 
hemispherical substrate is believed to appear as a semi '-inf inite slab to the thin- 
film gage. 

Coitparisons of the value of heat-transfer rate for MACOR and quartz hemispheres 
xn figure 13(a) lend a degree of creditability to the correction factor (eq. (A9)) 
used for MACOR. In figures 14 and 15, the heat-transfer coefficient for MACOR hemi- 
spheres was essentially constant with time, which also indicates that the method used 
to account for variation in substrate thermal properties is reasonably accurate. (As 
noted in appendix A, values of Ps,o MACOR measured at Calspan are 1.14 times 
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the values used herein; hence, this area needs additional study*) Because the ser- 
pentine pattern lies within 8® of the stagnation point, the heat -transfer rate over 
this area should ba within approximately ^ percent of the heat transfer at the stag- 
nation point* This is shown in figure 31, where heat-transfer distributions measured 
on a 10* 16-cm-diameter, continuous.' thin-skin sphere model in the CF^ Tunnel and in 
the 20-Inch Mach 6 Tunnel are compared with a predicted distribution (ref. 47). 

Ideally, the resistance of the leads from the thin-film sensing element should 
be negligible compared with the resistance of the element. If the assumption is made 
that the thickness of the serpentine sensing elements and of the palladium leads 
for the present thin-film gages are equal, the resistance of the leads represents 
4 percent of the total resistance of the gage* During calibration of the thin-film 
hemispheres in an oil bath, the sensing element and leads experience the same temper- 
ature* The corresponding change in resistance is given as 


AR = AR 


sensing element 


+ AR 


palladium leads 


(Cl) 


where the resistance of the thick silver leads is assumed negligible. During a test, 
the surface temperature decreases with distance from the stagnation point, resulting 
in a smaller variation in leads that observed in the calibration 

for the same temperature at the sensing element# Thus, the inferred stagnation-point 
heating rate will be less than the actual value, and since the heating rate is pro- 
portional to AR, the maximum uncertainty in the inferred value of heating rate is 
4 percent. It should be noted that the tip of the hemisphere was roughly normal to 
the palladium target during the sputtering process, and the leads are believed to be 
somewhat thinner than the sensing element. This will result in thj leads represent- 
ing a larger percentage of the total gage resistance. Because the contribution of 
the leads to the gage resistance is not accurately known, no correction accounting 
for this effect was applied to the present thin-film data* 

The primary contributors to the uncertainty in the heat-transfer rate inferred 
from the MACOR thin-film hemispheres are believed to be, in the order of their magni- 
tude, (1) the fact that the lead resistance was not negligible compared with the 
resistance of the sensing element, (2) the correction factor accounting for variation 
in substrate properties with temperature, and (3) the value of pg* 


Thin-Skin Hemispheres 

Turning to the thin-skin hemispheres, the skin or insert thickness was carefully 
measured prior to the thermocouple installation* Some degree of creditability of the 
measured thickness is derived from the fact that good agreement between the cal- 

culated density of the stainless-steel insert for the MACOR hemisphere and the book 
value of density was obtained* It should be noted, however, that an error in of 

only 0*025 mm corresponds to an uncertainty of 2*5 percent in heat-transfer rate* 

The calorimeter skin thickness was assumed constant in the derivation of equa- 
tion (2). This assumption may be exaonined by considering the definition of the coef- 
ficient of linear expansion r\ in 

T (t) = T (1 + r| AT) (C2) 

m m, o 
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where t) for type 347 stainless steel is 1.67 x 10 per K over the temperature 
range from 273 K to 373 K. This equation shows that for the maximum change in the 
inner surface temperature of 110 K for a 1-sec period in the present study, the vari- 
ation in skin thickness is negligible. The relation used to determine the specific 
heat (eq. (4)) represents a curve fit to three sources of data for type 

347 stainless steel over a range of temperature. For the present range of thin-skin 
temperature, the value of c^ is believed accurate to within 2 percent. 

The quantity dT^^/dt was obtained by differentiating a second-order least- 
squares curve Lit to the temperature time history. The time in equation (3) was 
selected early in the time interval for which the slope was determined. This value 
of dTj^/dt was compared with the value corresponding to selection of a time midway 
through the time interval, which is equivalent to a first-order fit. The second- 
order fit evaluated at an earlier time yields a larger slope dTj,/dt than the 
second-order fit evaluated at the midpoint of the time interval (generally, by a few 
percent for the time interval where conduction effects are negligible). 

The value of T^ used to compute the heat -transfer coefficient for the thin- 
skin hemispheres corresponds to the temperature ^n the inside surface at a time 
t* = 0 sec. Now, a finite time is required for the time rate of change of the tem- 
perature on the inside surface to become the same (within 1 percent) as the time rate 
of change of the average temperature in the calorimeter. For air as the backing 
material, this finite time (referred to as the response time) is approximately equal 
to present thin-skin hemispheres, the response time is about 

0.11 sec. Thus, dTj^/dt is equal to dT^^/dt for the time at which q is deter- 
mined herein. The limiting temperature difference between the front and rear or 
inside surfaces car be evaluated from the approximation (ref. 2) 
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T AT 
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For the heating rates shown in figure 24, the slope AT^/At* was evaluated over a 
time interval At* close to the value of response time; hence. 


(T ) 

' w t*^-0.125 


=-0.125 


(AT) = (T ) 

t*=-0.125 to 0 ^ i^t*=0 


(C4) 


and the quantities q and T^ used to compute correspond to t* = -0.125 sec. 

(The maximum decrease in resulting from using T^^ at t = -0.125 sec is 

3 percent.) 

For the thin-skin hemispheres in the CFHT, vanes from 0.033 to 0.063, 

where kj^ for type 347 stainless steel is 16.1 w/m-K. As noted in reference 48, the 
criterion Cj^%Ani << ^ implies that the temperature difference across the thin 
skin required to conduct the heat-tran/if er rate characterized by is small com- 

pared with the driving temperature; that is, the temperature within the thin skin is 
approximately uniform. For this case, the value of inferred from the tempera- 

ture of the inside surface will be the same as the existing va^ue of C^. 

The heat-transfer rate inferred from the thin-skin hemispheres should 
be relatively free of conduction effects for the present time interval 
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(-0.125 sec < < 0 sec). Now, the fact that the continuous thin-skin hemisphe'^es 

have a slightly flattened nose will result in a decrease in the stagnation-region 
velocity gradient, hence, heat-transfer coefficient. Also, the geometric correction 
factor 0 ) applied to the measured skin thickness of the continuous thin-skin 

hemisphere to obtain an effective skin thickness T^ff will be in error. The 
factor (j) used differs substantially from unity (x^ff « 0.75 tj^) and is based on the 
assumption that the outer and inner surfaces are spherical. However, the outer 
surface at the stagnation region of the continuous thin-skin hemispheres is flat- 
tened, as well may be the case for the inner surface* Hence, the surface element 
in the vicinity of the thermocouple may be more like a disk, resulting in a larger 
value of x^ff. (x^ff = for a disk.) This larger x^ff would result in a 
higher heat-transfer rate. The uncertainty associated with the determination of 
Xeff the present continuous thin-skin hemispheres and the change in the velocity 

gradient due to the nose being flattened are believed to be the primary reasons for 
the poor agreement between these models and the thin-film hemispheres, the MACOR 
hemisphere with an insert, and prediction. For the MACOR hemisphere with an insert, 
the stainless-steel insert will assume a lower temperature than the neighboring MACOR 
hemisphere. The resulting surface-temperature discontinuity is expected to h.ive lit- 
tle effect on the boundary layer, hence, heat-transfer rate, for this model geometry 
and the flow conditions of the present study. 
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Figure !•- Schematic drawing of Langley Continuous -Flow Hypersonic Tunnel* 
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(b) Quarbz substrate with palladim thin-filra sensors (serpentine peitt rn). 





Figure 5*- Photograph of MACOR disks having thin-film gages deposited at the center 

of the front and rear surfaces. 
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(b) Palladium thin-film sensor on front surface 
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Figure 6.- Photograph of quartz hemisphere with thin-film gage deposited at 

the stagnation region. 
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Figrire 8.- Photographs of quartz hemisphere no* 4 illustrating d 2 unage incurred 
after four runs in the CFHT and of MACOR hemisphere no* 1 after six tests 
in the CFHT and three tests in the CF* Tunnel. 




370 
360 
350 
340 

I 

330 - 
320 - 

310 - 

300 

290 h 

280 
-l4 

-16 

-18 


O 


O 




u ° 

^0 o o O v> 0> c- OO Oy o o 

o'" 


Q 


u 


D 


n 


-iio 


H S 


H 6 


□ 


D 


CJ 


, n 


! nnnnnau'J 


C'OOvOOO-oO ■' 


.1 .1 


o MACOR thin-film hemisphere no. 2 
o MACOR hemisphere with insert 
v> Pitot pressure 
o Injector switch 


H 0 


__ 1 . I . 1 - . . j I I 


^ A A A * 

-^AaaAAA AA A AAAA 


.oo 


ooo 


I O'- 


^ O'-’’ 


oA 


OO 


> -20 

e 


-22 I 


,o 


o 


o 


o 


oS 


i24 


20 


16 


^12 


o 


-24 


-26 


-28 


- 1 




f ^ 0 


AA AAA A.NA.N.S A A A AA 


A 


1 - - - 1 L . 1 . i . .. .. i .1_. 

0 ,1 .2 ,3 .4 .5 .6 7 

t. sec 


.8 .9 1,0 


Figure 9.- Time histories of pitot pressure, injector-switch output, temperature 
on inner surface of thip-skin insert in the MACOR hemisphere, and thin-film 
gage output for run 11 in the CFHT- p^ ^ = 2.4 MPa. 
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Figure 10.- Pitot pressure, injector switch output, .»nd MACOR thin-film- 
hemisphere no. 2 output as a function of time for run 13 in the CFHT. 
p^ ^ " 11.3 ^^P a • 
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Switch output. mV p. kPa 




(a) ~ 2.4 MPa. Run 11. 

Figure 11.~ Time histories of thin~f ilm-hemisphere 8urface**ten^er<acure 
change for two reservoir pressures in the CFHT. 
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Figure 12-- Surface-tenperature change as a function of time for MACOR 
thin-film hemisphere no. 1 in the CF. Tunnel. 
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Figure 13.- Stagnation-point heat-transfer rate as a function of time for 

two reservoir pressures in the CFHT. 
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Figure 13.- Concluded. 
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Figure 14.- Stagnation-point heat-transfer coefficient as a function of time for 
MACOK thin-film hemisphere no. 2 at the minimum and maximum values of reservoir 
pressure tested in the CFHT. 
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Figure 17.- Stagnation-region heat-transfer rate for MACOR disks of different 
thickness for various times. CF^ Tunnel; ^ = 7.65 MPa; conputed 

by using equations (7) and (A9). * 


70 



I 

i 

i 

( 


I , mm 
o 1.27 
□ 2.54 
O 3.81 




30 r 


25 h 


20 


C\i 

e 


15 - 


■O' 


10 


5 h 


-5 L 
-1 


o 


o 


o 


o 


□ 


□ 


□ 


□ 


□ 


o 


□ 


o 


□ 


□ 


o 


□ 


□ 


o 


□ 

□ 

□ 


□ 

9^00 0 0 ooooooooo 


J , mm 
o 1.27 
□ 2.54 
O 3.81 


± 

0 


1 2 
t. sec 


j 

3 


Figure 19.- Time history of heat-transfer rate inferred from surface-temperature 
change measured on rear of MACOR disks. CF^ Tunnel; ^ * 17.2 MPa; q^ear 

con 5 >uted by using equations (7) and (A9). ' 
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Figure 20.- Heat-transfer coefficient measured on surface of sharp-leading*edge 
flat plate with thin-film gages in the CFHT as a function of time. 



Figure 21.- Wall tenperatures of thin-skin calorimetry hemispheres as a function of 

time t for ^ * 11.3 MPa in the CFHT. 
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Figure 22.- Temperature parameter as a function of time t' for run 4 in 

the CPHT. p^^, » 11.3 MPa. 
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Figure 24#- Stagnation-p>oint heat-transfer coefficient measured with thin-skin 
hemispheres and thin-film hemispheres as a function of pitot pressure. 
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Figure 26.- Con^arison of therraal product 0 measured by the method of 
reference 46 ^ith values representing a curve fit to a collection of 
other data. 
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(a) M/^COR hemisphere nos* 1 and 2; 297 K < T < 352*6 K* 


Figure 29.- Resistance of thin-film gages as a function of temperature for 
MACC^. and quartz hemispheres and two ranges of teir^erature. » 1 mA; 
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(c) MACOR hemisphere no. 1. 297 K < T < 505.4 K. Flagged symbols denote 

descending ten^erature; open symbols denote oil bath; closed symbols 
denote air oven. 


Figure 29.- Continued. 
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(d) MACOR hemisphere no. 2. 297 K < T < 505.4 K. Flagged symbols denote 

descending ten^erature; open symbols denote oil bath; closed symbols 
denote air oven. 


Figure 29.- Concluded. 
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(a) Quartz flat-faced cylinder with gage no. 51. Flagged symbols denote 

descending temperature. 

Figure 30.- Effect of thin-film current on measured resistance for quartz 
flat-faC‘^d cylinders and MACOR hemispheres nos. 1 and 2. 
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(b) Quartz flat-faced cylinder with gage no* 50. Flagged symbols denote 

descend^ ~.g temperature. 


Figure 30 . - Continued. 
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(c) MACOR hemisphere no. 1. 
Figure 30.- Continued. 
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(d) MACOR hemisphere no. 2. 
Figure 30.- Concluded. 
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9. deg 


Figure 31.- Heat-transfer distribution about a 10. 16-cn>-diameter, continuous 
thin-skin-sphere model in tbe Langley 20-Inch Mach 6 Tunnel in air and 
in the Langley Hypersonic CF^ Tunnel. 
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